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GenerGeneral infal inforormationmation

The eGene™ Prep Kit NC3008 is designed to rapidly convert your

synthesized DNA fragments into linear expression constructs that are

immediately compatible with eProtein Discovery™ Cell Free Protein

Synthesis (CFPS).

The kit has been designed for synthesized DNA fragments up to 3000 bp,

and we recommend using gBlocks™ from IDT.

In order to proceed with eGene preparation, which is outlined in this

manual, you will need to have your synthesized gene fragments in hand.

The FlexiVariant Screen adds Detection Tag and Purification Tag to the C-

terminus of your DNA constructs. It is recommended for use to evaluate

solubility and yield between full length target protein and various variants

such as mutations, truncations, isoforms and homologs, or simply screen 24

different protein-of-interest (Figure 1).

The FlexiVariant Screen allows you to maximize target screening on the
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same cartridge without the use of solubility tags:

▷ Use when solubility tag is not tolerated or when the removal of solubility

tag is not favored

▷ Screen 24 different proteins to get a quick idea of obtainability and narrow

down focus

▷ Explore full length and 23 combinations of truncations / isoforms /

homologs to compare expression yields

▷ Screen 24 different mutation sites

FigurFigure 1.e 1. Schematic concept of the eGene Prep Kit - FlexiVariant - NC3008

The eGene constructs are assembled based on a one pot, one step overlap

extension PCR that primarily requires four key components: left

megaprimer, right megaprimer, universal terminal primer pair and the

gene sequence of interest corresponding to the target protein of interest

(POI) as shown in Figure 2.



FigurFigure 2e 2. Descr. Description of the eGene ciption of the eGene components incomponents including megaprluding megaprimerimers and rs and resulesultingting

eGene ceGene construconstructt. Ribosome binding si. Ribosome binding sitte (RBS), Te (RBS), Trranslation enhancanslation enhancer (er (TE), 3C and TETE), 3C and TEVV

(pr(prototeease binding siase binding sittes), Detes), Detecection ttion tag (DET), strag (DET), strepteptacactin btin based purased puriification tfication tag (Sag (STREPTREP). The). The

ttererminal prminal primerimers used in the assembls used in the assembly pry prococess cess contontain thrain three phosphoree phosphorothioothioatate bonds (*e bonds (****)*)

at their 5’ ends.at their 5’ ends.

The megaprimers are double stranded DNA molecules containing all the

regulatory elements required for transcription and translation.

▷ The right megaprimer always includes a GFP based detection tag (DET, 17

amino acids long, 1.95 kDa) along with a streptactin based purification tag

(STREP).

▷ Importantly, the left megaprimer incorporates a 3C protease cleavage site

at its 3’ terminus while the right megaprimer incorporates TEV protease site

at the 5’ terminus providing the user flexibility to easily cleave off the

additional tags from the purified proteins.

▷ The 3C-TEV protease cleavage sites also serve as the hybridization site in

the overlap extension assembly reaction. Therefore, your gene of interest

must be pre-adapted with 3C and TEV adaptor sequences at the 5’ and 3’

ends respectively, to be compatible with the eGene Prep Kit workflow.

During the overlap extension PCR, in the first 5-10 cycles multiple copies of

the fully assembled products are formed. Thereafter, the universal primers

take over to exponentially amplify the full-length assembled product.

FFeeaturatures and benefitses and benefits

▷ High-thrHigh-throughputoughput – allows you to maximize construct screening on the

same cartridge by minimizing the use of fusion tags

▷ RobustnessRobustness – individual constructs can yield 60 µL of up to 0.4 pmol DNA

following eGene preparation

▷ ReliabiliReliabilittyy – over 800 GOIs have been successfully converted into Grade 1

eGene constructs at the first attempt



▷ SpeedSpeed – experiment set-up takes less than 30 minutes

▷ AAccccessibiliessibilittyy – eluted, purified DNA is immediately ready-to-use in cell-free

protein synthesis reactions

CContontentsents

The eGene Prep kit - Solubility Tag Screen - NC3009 comes with the

components listed in Table 1 and shown in Figure 3.

The components are supplied in a Nuclera branded box with a green stripe

on the label, and must be used within 18 months from the manufacturing

date indicated on the kit box.

CComponentomponent VVolumeolume
CCapap

CColorolor

StStororageage

TTemperemperaturaturee

TTube rube refefererencencee

numbernumber

Strep Primer

Mix
1.1 mL Blue -80°C or -20°C EG2-08

Re-amp

Primer Mix
200 µL Blue -80°C or -20°C EG2-10

10x Control

Template
10 µL Purple -80°C or -20°C EG2-11

Elution Buffer 18 mL White -80°C * EG2-09

TTable 1. List of cable 1. List of components in the eGene Pomponents in the eGene Prrep kiep kit - Solubilit - Solubilitty Ty Tag Scrag Screen - NCeen - NC30083008..

* at first use, make small 1.5 mL aliquots of the Elution Buffer, freeze at -80°C

and treat as single use.



CContontents descrents descriptioniption

▷ PPrrimer Miximer Mix formulations containing predefined concentrations of

megaprimers corresponding to the left and right construct flanks, and

universal terminal primers. The megaprimer formulation allows the

preparation of linear expression constructs with no N-terminal solubility tag

(Table 2).

CComponentomponent
N-tN-terermm

SolSol

C-tC-terermm

DETDET

C-tC-terermm

PPURUR

eGeneeGene

cconstruconstructt

-Strep Primer

Mix
- Yes Yes

-POI-DET-

STREP

TTable 2: Pable 2: Prrimer Mix cimer Mix components incomponents included in eGene Pluded in eGene Prrep Kiep Kit NCt NC30083008..

▷ Elution BufElution Buffferer required for the eProtein Discovery platform.

NotNote:e: Before first use, leave the Elution Buffer to thaw on ice for about 2

hours. Once open, make small 1.5 mL aliquots, store at -80°C and treat as

single use.

▷ ReRe-amp P-amp Prrimer Miximer Mix for troubleshooting, or to produce larger quantities of

DNA to scale up protein production (optional).

▷ 1010x Cx Controntrol Tol Templatemplatee, supplied as a PCR positive control to verify that the

prepared formulation and thermocycling parameters are correct.



User supplied rUser supplied reeagents / cagents / components (notomponents (not
incincluded in the kiluded in the kit)t)

▷ Synthesised DNA fragments corresponding to the genes of interest (GOI)

pre-adapted with 3C and TEV sequences on 5’ and 3’ ends, respectively. The

GOI can be from 125 to 2955 bp long. We recommend gBlocks™ by IDT

designed using the eProtein Discovery software.

▷ High fidelity PCR mastermix. We recommend using: Platinum™ SuperFi II

PCR Master Mixes or Phusion™ Plus PCR Master Mixes

▷ Nuclease free water (NFW)

▷ PCR purification kit (column- or bead-based methods)

▷ 1% (w/v) agarose gel

▷ DNA gel stain

▷ Loading buffer

▷ Electrophoresis running buffer

▷ DNA ladder

User supplied equipmentUser supplied equipment

▷ Thermocycler

▷ Electrophoresis apparatus

▷ Gel doc or transilluminator

▷ Standard benchtop microcentrifuge

▷ Pipettes with disposable filter tips

▷ 0.2 mL thin-walled PCR tubes or 96-well PCR plate

https://www.thermofisher.com/order/catalog/product/12368010
https://www.thermofisher.com/order/catalog/product/12368010
https://www.thermofisher.com/order/catalog/product/F631XL


eGene preGene prepepararation wation wororkflokfloww

IMPORIMPORTTANT NOANT NOTETE

To convert your synthesized DNA fragments into linear expression

constructs successfully:

1. During eGene DNA construct (prep or re-synthesis) purification,

eGene Elution Buffer must be used to ensure compatibility with

eProtein Discovery Cartridges. Sub-dilutions must also be

performed using the eGene Elution Buffer.

2. We recommend using filter tips throughout the protocol to

prevent cross-contamination.

3. When outsourcing linear DNA fragments, the length of the DNA of

interest (excluding Nuclera adaptor sequences) should be between

125 and 2955 base pairs.

FigurFigure 3. eGene we 3. eGene wororkflokflow summarw summary - timings applicable fy - timings applicable for generor generating eGene cating eGene construconstructsts

using the eGene Pusing the eGene Prrep Kiep Kitt. F. For eor eacach sth step of the wep of the wororkflokfloww, the c, the cloclock indicatk indicates the tes the tototalal

eexperxperiment time and the hand indicatiment time and the hand indicates the tes the tototal hands-on time.al hands-on time.



PPrrepepararation of the tation of the templatemplate DNAe DNA

NONOTETE

If template DNA are gene fragments (gBlock™) supplied by IDT inin

tubetube, follow the steps 1 to 6 to dilute it.

If template DNA are gene fragments (gBlock™) supplied by IDT in ain a

9696--wwell platell platee go forward to Preparation of the template solutions

section, as DNA fragments are already resuspended.

1. Before opening the tube, spin it down in a microcentrifuge for 5

seconds to ensure all the lyophilized DNA fragment from IDT is at the

bottom of the tube. The lyophilized DNA fragment pellet can be

statically charged and adhere to the tube wall or cap, resulting in loss of

material.

2. Add a suitable buffer such as 0.1X TE or nuclease-free water, to reach a

final concentration of 10 ng/µL. For example, if the tube has 1000 ng of

lyophilized product, add 100 µL of molecular grade water, or a buffer to

resuspend it.

3. Vortex briefly to resuspend DNA fragments into solution.

4. Either leave the solution at +4°C overnight or incubate at 50°C for 15–20

min. Both methods will ensure that the entire pellet will be

resuspended in the buffer or nuclease-free water.

5. Briefly vortex and centrifuge.

6. Convert DNA concentration to molarity using the following formula:



PPrrepepararation of the tation of the templatemplate solutionse solutions

1. PCR cPCR controntrol tol templatemplate:e: In a 200 µL thin-walled PCR tube, add 1 µl of 10x

Control Template to 9 µL of nuclease-free (NFW) water to obtain a

Control Template solution at 2 nM and keep on ice.

2. Gene of intGene of intererest test templatemplate:e: Prepare a 2 nM GOI template solution by

diluting the required volume of GOI (calculated using the formula

below) in 10 µL of nuclease-free water. Keep the solution on ice

EExxample:ample: For a 2159 bp gene of interest obtained at 10 ng/μL, which

corresponds to 7.5 nM, add 3.6 μL of DNA template to 10 μL of nuclease-free

water (NFW).

PPrrepepararation of the PCR ration of the PCR reeacaction mixtion mix

The assembly reaction consists of adding the template DNA to the reaction

mix containing a Primer Mix and a 2x polymerase mastermix (Figure 4).

FigurFigure 4e 4. Ov. Overervieview of the eGene Pw of the eGene Prrep Kiep Kit assemblt assembly ry reeacaction settion set-up-up. T. T7 pr7 promotomoter (er (TT77p),p),

Ribosome Binding SiRibosome Binding Sitte (RBS), tre (RBS), translation enhancanslation enhancer (er (TE), solubiliTE), solubilitty ty tag (SOL), 3C (humanag (SOL), 3C (human



rrhinohinovirus) prvirus) prototeease case cleleaavvage siage sitte (3C), TEe (3C), TEV (V (TTobobacaccco eto etcch virus) prh virus) prototeease case cleleaavvage siage sitte (e (TETEVV),),

detdetecection ttion tag (DET), Strag (DET), Strep purep puriification tfication tag (Sag (STREPTREP).).

1. Thaw the vial containing the Primer Mix. After use, refreeze any unused

material.

2. Quick spin down the tube for 10 seconds using a microcentrifuge.

3. Prepare the mastermix for PCR reaction

ReReagentsagents
ReReacactiontion

VVolumeolume

Nuclease free water (NFW) 19 µL

2X PCR mastermix (high fidelity PCR mastermix, user

supplied)
30 µL

Primer Mix 10 µL

Gene of interest at 2 nM, or water (negative control), or

Control Template (positive control)
1 µL

Final vFinal volume (maximum rolume (maximum rececommended vommended volume perolume per

rreeacaction)tion)
60 µL60 µL

TTable 3: Pable 3: Prrepepararation of the PCR ration of the PCR reeacactions.tions.

▷ Prepare a mastermix for 27 reactions by mixing the components

indicated in Table 3.

▷ Dispense 59 μL of mastermix prepared as outline in table 3 into each tube

labelled 1-26.

▷ Dispense 1 μL of 2 nM template GOI directly into tubes labelled 1- 24.

▷ Dispense 1 uL of 2 nM Control Template in tube 25; this will be your

Positive Control.



▷ Dispense 1 μL of NFW in tube 26; this will be your no template control.

PCR assemblPCR assemblyy

1. Gently vortex the mixture to produce a homogeneous reaction, then

centrifuge briefly to collect the solution at the bottom of the tube.

2. Place your samples in a thermal block cycler and perform PCR using

the parameters in Table 4.

PCR stPCR stepseps TTemperemperaturaturee TimeTime Number of cNumber of cyycclesles

Pre-Incubation 98°C 30 sec 1

Denaturation 98°C 10 sec

27Annealing 60°C 20 sec

Elongation 72°C* 30 sec per kb**

Final Elongation 72°C* 2 minutes 1

TTable 4able 4. Ther. Thermocmocyyccler pler pararametameterers.s.

* Elongation temperature: to be based on manufacturer’s recommendation.

** Elongation time: to be based on manufacturer’s recommendation but

should not be less than 30 seconds per kb of the final eGene construct.

EEvvaluation of the amplialuation of the amplified DNA bfied DNA by agary agarose gelose gel
elecelectrtrophorophoresisesis

1. Prepare a 1% (w/v) agarose gel with a DNA gel stain in 1x Tris acetate

EDTA (TAE) or 1x Tris-borate-EDTA (TBE) buffer.



2. Using new wells or new PCR tubes, prepare 12 µL samples for loading

on the gel as detailed in Table 5.

66x gel lox gel loading dading dyyee NucNuclelease frase free wee wataterer eGene DNA ceGene DNA construconstructt

2 µL 8 µL 2 µL

TTable 5. Sample prable 5. Sample prepepararation fation for agaror agarose gel elecose gel electrtrophorophoresis.esis.

NotNote:e: a bulk solution of ready-to-use 1x loading buffer can be made and

stored at room temperature or 4°C.

3. Load 10 µL of PCR products and control on 1% agarose gel along with an

appropriate DNA ladder (1 kb).

If the purity of the eGene constructs is low with the presence of one or more

extra band(s) on the gel, there is a risk to obtain the protein of interest with

a significant amount of impurities.

TTrroubleshooting:oubleshooting: For eGene constructs containing more than one band, a

band-stab and reamplification is required using the Re-amp Primer Mix

provided in the eGene Prep kit. The band-stab and reamplification protocols

can be found in the Troubleshooting section of this document.

PCR purPCR puriificationfication

The PCR reactions must be cleaned using the DNA purification method of

your choice, either column or bead-based methods. Gel extraction is not

recommended as it might result in significant product yield loss.

IMPORIMPORTTANT NOANT NOTETE



The samples must be eluted using the Elution Buffer (50 µL) supplied

in the eGene Prep kit to make them compatible with the eProtein

Discovery cartridge. The eGene Elution Buffer is a HEPES buffer, pH 8.0,

containing a surfactant.

DNA quantiDNA quantificationfication

1. It is recommended to carry out DNA quantification (ng/µL) using

fluorescent dye-based methods, not spectrophotometric methods.

2. Determine the length of the eGene using the calculator available on the

eProtein Discovery Software or the formula below and Table 6.

NotNote:e: the length of the GOI should not include the length of the 3C and TEV

sequences.

NotNote:e: the length of the Control Template supplied in the kit is 660 bp, 3C

and TEV sequence lengths not included.

eGene Length (bp) = GOI Length (bp) + Primer Mix Length (bp)

PPrrimer Miximer Mix TTototal length of the flankal length of the flanks (bp)s (bp)

-Strep only 990

TTable 6able 6. T. Tototal lengths of the N-tal lengths of the N-tererminal and C-tminal and C-tererminal flankminal flanks ts to add to add to the gene of into the gene of intererestest

tto deto deterermine the tmine the tototal length of the eGene cal length of the eGene construconstructsts

3. Calculate the molar concentration (nM) of the eGene constructs using

the calculator available on the eProtein Discovery Software or the

following formula:



EExxample:ample: the molar concentration of a 1415 bp long eGene at 60 ng/µL is

68.6 nM

NotNote:e: If the DNA concentration is lower than 5 nM, please refer to the

reamplification protocol in the troubleshooting section to generate more

DNA.

eGene ceGene construconstructs norts normalizationmalization

To be compatible with the eProtein Discovery platform, all eGene constructs

must be normalized to 5 nM using the Elution Buffer provided in the eGene

Prep Kit.

60 µL of an eGene at 5 nM is sufficient for one experimental run on the

eProtein Discovery instrument and a 200 µL scale-up experiment.

Determine the volume of eGene constructs to add to 60 μL of eGene

Elution Buffer using the following formula:

EExxample:ample: For a 2589 bp eGene obtained at 40 ng/μL, which corresponds to

25 nM, add 15 μL of DNA sample to 60 μL of eGene Elution Buffer.



Final gel QCFinal gel QC

It is recommended to run 2 µL of the samples on a 1% agarose gel post PCR

clean-up.

NotNote:e: This step is optional if you already evaluated the amplified DNA by

electrophoresis after the PCR assembly.

eGene constructs must be of high purity since the input DNA sequence is

transcribed in the Cell-free Protein Synthesis reaction and the subsequent

mRNA is translated to the final protein of interest.

The quality of DNA generated using the eGene Prep Kit - Solubility Tag

Screen (NC3009) is illustrated in Figure 5 (agarose gel) and 6

(electropherogram), showing a comparison of the PCR products from

incorporating different solubility tags using the standard solubility tag

screen, while keeping the ‘Gene of Interest’ (GOI) constant.

FigurFigure 6: Ee 6: Exxample of an agarample of an agarose gel illustrose gel illustrating the DNA bating the DNA bands generands generatated fred from PCRom PCR

prproducoducts of the GOI Cts of the GOI CALM1 (UniPALM1 (UniPrrot ID P0DPot ID P0DP23) e23) expxpanded wianded with difth difffererent solubilient solubilitty ty tags.ags.



FigurFigure 7e 7. E. Exxample of a capillarample of a capillary elecy electrtrophorophoresis generesis generatated eleced electrtropheropherogrogram illustram illustrating theating the

DNA bDNA bands generands generatated fred from PCR prom PCR producoducts of the GOI rts of the GOI rpsA (UniPpsA (UniPrrot ID P0ot ID P0AAG6G67) e7) expxpandedanded

wiwith difth difffererent solubilient solubilitty ty tagsags

If the purity of the eGene constructs is low with the presence of one or more

extra band(s) on the gel, there is a risk to obtain the protein of interest with

a significant amount of impurities.

TTrroubleshooting:oubleshooting: For eGene constructs containing more than one band, a

band-stab and reamplification is required using the Re-amp Primer Mix

provided in the eGene Prep kit. The band-stab and reamplification protocols

can be found in the Troubleshooting section of this document.

StStororage of the eGene cage of the eGene construconstructsts

Purified and normalized eGene constructs can be stored at -20°C short

term (days) or -80°C for long term storage.



eGene Optimization /eGene Optimization /
TTrroubleshootingoubleshooting

1. Band-st1. Band-stab prab prototococolol

NotNote:e: Always wear UV safety glasses when working with a transilluminator.

OvOverervievieww:: Band-stab is suggested to obtain pure eGene constructs directly

from the eGene PCR assembly using the eGene Prep Kit. An example of a

band-stabbed gel is in Figure 8.

It is a simple method to obtain single bands as compared to gel purification

techniques which requires excision and purification of the DNA fragment

from the agarose gel.

The method described in this section is adapted from the publication by

Bjourson and Cooper (Bjourson AJ, Cooper JE. Band-stab PCR: a simple

technique for the purification of individual PCR products. Nucleic Acids Res.

1992 Sep 11; 20(17): 4675).



FigurFigure 8: Ee 8: Exxample of bample of band-stand-stabbed gel.abbed gel.

1. Run the eGene constructs showing non-specific bands on a 1 % (w/v)

agarose gel, or use the gel made for the final gel QC step.

2. Load 2 µL of purified product on the gel.

3. Set-up the electrophoresis apparatus for 45 minutes at 120 Volts, or until

the desired band is well separated.

4. While the electrophoresis is running, prepare the reamplification PCR

reaction as described in Section 2. Reamplification.

5. When the electrophoresis run is complete, take the gel from the tray

and take a picture using an imaging apparatus and locate where your

desired bands are.

6. Place the gel on the transilluminator and use the blue light setting.

7. Locate your band of interest and take a P10 pipette with a P10 filter tip

attached.

8. Hold the pipette vertically on top of the desired band and stab the band

three times per PCR reaction.

9. Transfer the pipette tip into the PCR reamplification reaction mix. It is

recommended to pipette up and down three times to release all the

material from the pipette tip into the PCR reaction solution.

NotNote:e: avoid transferring pieces of gel into the PCR reaction mix as they may

inhibit the amplification process

22. Re. Reampliamplificationfication

GenerGeneral infal inforormationmation

The reamplification employs the same principles of a regular PCR reaction.

This method allows synthesizing more of a eGene construct, either

collected from a band-stab protocol, or in the case the quantity is not

sufficient for a use on the eProtein Discovery instrument or for a scale-up



experiment.

NotNotes:es:

▷ Always use an original eGene assembly as template for PCR

reamplification. It is not recommended to use a reamplified product as a

template as this would increase the risk of mutations over the subsequent

generations.

▷ The minimum number of reactions that should be prepared is 3 x 50 µL:

• The first reaction is with the template eGene construct

• The second reaction serves as a no template control.

• The third reaction is prepared as a spare reaction. Due to the different

viscosities and temperatures of the reagents, the pipetting volumes can

be inaccurate leading to shortage of reaction solution.

▷ If re-amplifying more than one construct, it is recommended to prepare a

sufficient reaction solution containing all the components except the

template that are subsequently added to the respective wells or tubes.

▷ Reamplification product lengths are 40 bp shorter than original eGene

constructs due to the use of a nested primer pair to synthesize them.

PPrrepepararation of the eGene tation of the eGene templatemplate DNA te DNA to be ro be reeampliamplifiedfied

1. Prepare a 10 μL solution of the eGene template normalized to 2 nM and

keep on ice. Example: For a 2159 bp gene of interest obtained at 10 ng/

μL, which corresponds to 7.5 nM, add 3.6 μL of DNA template to 10 μL of

nuclease-free water.

PPrrepepararation of the ration of the reeampliamplification PCR rfication PCR reeacaction mixtion mix

1. Thaw 2x PCR Mastermix and Re-amp Primer Mix at room temperature

and spin down tube for 10 seconds at 1000 g.



2. For each reamplification PCR reaction, add the components listed in

Table 7 and keep the tubes or the PCR plate on ice

NotNote:e: An additional well or PCR tube should be used as negative control,

using nuclease free water instead of the eGene.

ReReagentagent
ReReacactiontion

vvolumeolume

Nuclease free water (NFW) 21.5 µL

2X PCR mastermix (high fidelity PCR mastermix, user

supplied)
25 µL

Re-amp Primer Mix 2.5 µL

eGene DNA template, or nuclease free water 1 µL

Final VFinal Volumeolume 50 µL50 µL

TTable 7able 7. P. Prrepepararation of the PCR ration of the PCR reeacaction solutions.tion solutions.

ReReampliamplification PCR rfication PCR reeacactiontion

1. Gently vortex the mixture to produce a homogeneous reaction, then

centrifuge briefly to collect the solution at the bottom of the tube.

2. Place your samples in a thermal block cycler and perform PCR using

the parameters in Table 8.



PCR stPCR stepseps TTemperemperaturaturee TimeTime
Number ofNumber of

ccyycclesles

Pre-Incubation 98 30 1

Denaturation 98°C 10 seconds

19
Annealing 60°C 20 seconds

Elongation 72°C*
30 seconds per

kb**

Final

Elongation
72°C* 2 minutes 1

TTable 8able 8. Ther. Thermocmocyyccler pler pararametametererss

* Elongation temperature: to be based on manufacturer’s recommendation.

** Elongation time: to be based on manufacturer’s recommendation but

should not be less than 30 seconds per kb of the final eGene construct.

3. To evaluate, purify, quantify and normalize the obtained re-amplified

eGene constructs, follow the same procedure as from section

‘Evaluation of the amplified DNA by agarose gel electrophoresis’.
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GenerGeneral Infal Inforormationmation

The Circular eGene™ Prep Kit NC3015 is desgined to convert plasmids

received from approved DNA provider to be compatible with the eProtein

Discovery™ system.

When placing an order for the Circular eGene™ (plasmids), complete the

ordering form with your DNA sequence of choice and select vectors based

on the solubility tag options available. Solubility tag, detector tag and Strep

purification tag is encoded within the vector sequences, adding these

elements to the N- and C-terminus of your protein-of-interest. The

schematic of the plasmid structure can be visualised in Figure 1.

https://res.cloudinary.com/df4tgmvzg/raw/upload/eGene-Prep-Kit-Flexivariant-Screen.pdf


FigurFigure 1: Descre 1: Description of the Ciription of the Circular eGeneecular eGenee™ c™ components. Ribosome binding siomponents. Ribosome binding sitte (RBS),e (RBS),

TTrranslation enhancanslation enhancer (er (TE), SolubiliTE), Solubilitty ty tag (SOL), 3C and TEag (SOL), 3C and TEV (prV (prototeease binding siase binding sittes),es),

DetDetecection ttion tag (DET), strag (DET), strepteptacactin btin based purased puriification tfication tag (Sag (STREPTREP))

CContontentsents

The Circular eGene Prep kit - NC3015 comes with the components listed in

Table 1.

The components are supplied in a Nuclera branded box with a green stripe

on the label, and must be used within 18 months from the manufacturing

date indicated on the kit box.

CComponentomponent VVolumeolume
CCapap

CColorolor

StStororageage

TTemperemperaturaturee

TTubeube

rrefefererencencee

numbernumber

Expression 180 µL Green -80°C EBV3-01



CComponentomponent VVolumeolume
CCapap

CColorolor

StStororageage

TTemperemperaturaturee

TTubeube

rrefefererencencee

numbernumber

Enahncer

Expression

Enhancer Buffer
350 µL Yellow -80°C EBV3-02

Circular eGene

Dilution Reagent
5 mL White -80°C EBV3-03

Nuclease-free

Water (NFW)
100 µL Blue -80°C EBV3-04

TTable 1. List of cable 1. List of components in the eGene Pomponents in the eGene Prrep kiep kit - Solubilit - Solubilitty Ty Tag Scrag Screen - NCeen - NC3015.3015.

User supplied rUser supplied reeagents / cagents / components (notomponents (not
incincluded in the kiluded in the kit)t)

▷ Circular eGenes at a concentration of 100 nM

▷ Nuclease-free filter tips

▷ 96-well PCR plate or 200 µl PCR strip or Nuclease free 1.5 mL

microcentrifuge tubes

User supplied equipmentUser supplied equipment

▷ 37°C incubator or thermocycler

▷ P2, P10, P100 and P200 pipettes



eGene preGene prepepararation wation wororkflokfloww

FigurFigure 2e 2. Cir. Circular eGene wcular eGene wororkflokflow summarw summary - timings applicable fy - timings applicable for generor generating cating cirircularcular

eGene ceGene construconstructs using the Cirts using the Circular eGene Pcular eGene Prrep Kiep Kitt. F. For eor eacach sth step of the wep of the wororkflokfloww, the, the

ccloclock indicatk indicates the tes the tototal eal experxperiment time and the hand indicatiment time and the hand indicates the tes the tototal hands-on time.al hands-on time.

PPrrepepararation of cation of cirircular eGenecular eGene

IMPORIMPORTTANT NOANT NOTETE

Clean your bench and pipettes with 70% ethanol or isopropanol before

starting the work.

We recommend using nuclease-free fitler tips throughout the protocol

to prevent cross-contamination.

▷ Thaw the Expression Enhancer Buffer on ice.

▷ Thaw the Circular eGenes on ice.

PPrrepepararation of Enhancation of Enhancer Mixer Mix

▷ Label 1.5 mL microcentrifuge tubes as "Enhancer Mix."



▷ Once the Expression Enhancer solutions are completely thawed, briefly

spin them to collect all liquid at the bottom of the tube.

▷ Using a 20 µL pipette, add 14 µL of Expression Enhancer, 14 µL nuclease-

free water into the pre-labelled microcentrifuge tube. Using a 100 µl pipette

add 28 µL of Expression Enhancer Buffer to the same tube.

▷ Set the pipette volume to 50 µL and gently mix by pipetting up and down

12 times. Avoid generating bubbles.

▷ Spin down the Enhancer Mix to collect the liquid at the bottom of the

tube.

PPrrepepararation of cation of cirircularcular-eGene:-eGene:

▷ Label 24 microcentrifuge tubes or use a PCR plate for each of the 24

circular eGenes. If using a PCR plate, ensure you have a clear and accurate

map indicating the position of each gene.

▷ Add 2 µL of the Enhancer Mix to each well/tube using a 2 or 10 µl pipette.

▷ Spin down the plates/tubes at 1000 rpm for 30 sec.

▷ Using a 10 μl pipette, Pipette 8 μL of 100 nM Circular eGene received from

your DNA vendor of choice into each labeled tube or PCR plate well (one

eGene per tube/well)

▷ Using a 10 µL pipette, gently mix by pipetting up and down 10 times.

▷ If using a PCR plate, seal it with adhesive. Make sure that sealing is good

and does not lead to evaporation of the reaction mix.

▷ Spin down the tubes/PCR plate at 1000 rpm for 30 sec.

▷ Incubate at 37 °C for 30 min in a thermocycler or incubator.

▷ If using a thermocycler, set the lid temperature to 47 °C.

Dilution of cDilution of cirircularcular-eGene:-eGene:

▷ After incubation, remove the tubes/plate from the thermocycler/incubator

and briefly spin them.



▷ To each tube or well, add 150 µL of Circular eGene Dilution Reagent.

▷ Gently pipette to mix the solution thoroughly.

▷ Briefly centrifuge the tubes/PCR plate at 1000 rpm for 30 sec.

TTrransfansfer and Ster and Stororage of cage of cirircularcular-eGene-eGene

▷ Transfer 5 µL of the diluted circular eGene to the Transfer Plate

▷ The remaining sample can be sealed and stored in -80 °C.



ePePrrototein Discein Discoovverery™y™
SySyststem - Cloud Enabled -em - Cloud Enabled -
Soluble PSoluble Prrototeinein
WWororkflokfloww

ePePrrototein Discein Discoovverery syy syststemem

� Download Page as PDF

GenerGeneral infal inforormationmation

eProtein Discovery™ is the only end-to-end protein prototyping system that

accelerates construct design, expression, solubility characterization and

purification of target proteins in drug discovery programs. Accelerating the

journey to your protein.

• Rapid protein prototyping enables progress by allowing scientists to

gain awareness quickly about which proteins – and which variations of a

protein – will work.

• Simultaneously screen multiple constructs and protein synthesis

reagents for soluble expression, and then scale up to micrograms of

recombinant protein off cartridge to test in your applications.

• Explore multiple DNA constructs, including solubility tags,

polymorphisms and isoforms on the same cartridge to expand your

range of accessible proteins.

https://res.cloudinary.com/df4tgmvzg/raw/upload/eprotein-discovery-system-cloud-connected.pdf


FFour syour syststem cem components. One components. One completomplete pre prototeinein
solution.solution.

Instrument:Instrument: With protein prototyping, you can draw a straight line from

theory to reality, allowing you to test hypotheses more efficiently and focus

on promising targets. The eProtein Discovery™ instrument puts rapid

protein prototyping on your benchtop. Designed for all levels of scientist, it

streamlines your workflow and grants you the ability to identify optimal

DNA constructs, test expression feasibility earlier, and pursue targets with

confidence. Fail fast, succeed faster!

SoftSoftwwarare:e: eProtein Discovery™ software simplifies a complex multivariate

experimental design. The software sets up and simultaneously tracks 192

different combinations of DNA sequences, flank pairs and expression

reagent reactions performed on eProtein Discovery™ system. AI performs

highly rigorous QA checks during an experiment to ensure data quality and

consistency. Informative reports are then generated and exported that you

can share with your team and beyond.

CCarartrtridge:idge: Powered by digital microfluidic technology, software controlled

digital signals guide the movement of droplets on the eProtein Discovery™

Cartridge surface to enable splitting, dispensing and merging of biological

reagents. Pipette DNA, cell free expression reagents and purification

solutions on the Cartridge and the technology will orchestrate the rest. Gain

precise control of your eGene™ constructs and reagents to screen and

discover optimal expressing conditions within 24 hours, accelerating target

selection. A simple set-up allows anyone to run the system with minimal

training.

ReReagents:agents: The reagents within the eProtein Discovery™ system allow you to

optimize protein obtainability by characterizing and purifying different



combinations of DNA constructs and expression conditions. Our system will

screen 192 different combinations in 24 hours for you to select the optimal

conditions to scale up and get protein.

Our eProtein Discovery™ software will guide you in creating the panel of

DNA constructs and reagents to power your experiment. Our complete

reagent package includes design and ordering of DNA, simplifying your

workflow.



ePePrrototein Discein Discoovverery wy wororkflokfloww





ePePrrototein Discein Discoovverery Bundley Bundle

EEquipmentquipment

DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

eProtein

Discovery

Instrument

1 unit
Room

Temperature
N1001

CCarartrtridge Kiidge Kit NCt NC3006 - C3006 - Consumablesonsumables

DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

eProtein

Discovery

Cartridge

1 unit
Room

Temperature
NC3006

eProtein

Discovery

Cartridge Cover

1 unit
Room

Temperature
NC3012



DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

Base Fluid 1 unit
Room

Temperature
NC3007

CCarartrtridge Reidge Reagent Kiagent Kit +t +44°°C rC reeagent - NCagent - NC30103010--22

DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

Strep

Beads
200 µL +4°C NC3010-2



CCarartrtridge Reidge Reagent Kiagent Kit -80t -80°°C rC reeagents - NCagents - NC30103010--1 (y1 (yelloellow strw stripe on label)ipe on label)

DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

Cell Free Core

Reagent
160 µL -80°C SC3-01

Blank Buffer 150 µL -80°C SC3-02

Detector Protein* 75 µL -80°C SC3-03

Universal Control* 20 µL -80°C SC3-04

Complementation

Control*
20 µL -80°C SC3-05

Expression

Control*
20 µL -80°C SC3-06

Full Workflow

Control*
20 µL -80°C SC3-07

Wash Buffer* 800 µL -80°C SC3-08

Elution Buffer* 50 µL -80°C SC3-09

AdditiveBuffer* 50 µL -80°C SC3-10

PDI/GSSG Mix* 50 µL -80°C SC3-11



DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

TRXB1* 50 µL -80°C SC3-12

DNAk Mix* 50 µL -80°C SC3-13

Zinc Chloride 50 µL -80°C SC3-14

Calcium Chloride 50 µL -80°C SC3-15

Manganese

Chloride
50 µL -80°C SC3-16

Cofactor Mix* 50 µL -80°C SC3-17

GSSG* 50 µL -80°C SC3-18

3C protease* 50 µL -80°C SC3-19

Reagents must be used before the expiration date indicated on the kit box.

* Single use reagent that cannot be freeze/thawed multiple times.

User supplied rUser supplied reeagentsagents

• 5 nM eGene constructs (DNA), stored at -80°C, generated using the

Nuclera eGene Prep kit NC3008 or NC3009 User supplied equipment

• Magnetic particle separator (compatible with 1.5 mL microcentrifuge

tubes)

• Vortexer

• Microcentrifuge



• 1.5 mL microcentrifuge tubes

• 2-20 µL 8-channel pipette

• 2-20 µL single-channel pipette

• 200 µL compatible tips

IMPORIMPORTTANT NOANT NOTETE

We recommend using a manual multichannel pipette. However, if you

do not have a manual multichannel pipette and/or prefer to use an

electronic pipette, the electronic pipette must be configured correctly

for use with the eProtein Discovery System. Improper use of electronic

pipette can result in the introduction of air bubbles during loading and

can lead to a run failure. If using electronic pipette, the following

settings must be enabled:

1. Disable blowout/purge function

2. Avoid high speed aspiration

3. Avoid high speed dispensing

Please contact Technical Support (techsupport@nuclera.com) for

any questions. Any run errors resulting from improper use of

electronic pipettes are the responsibility of the user.

PPrrototein Vein Varariant Criant Creeationation

The purpose of this guide is to describe a guided approach for designing

protein variants, mutants, and truncated sequences.

Support users in generating variants of their protein to test on the eProtein

Discovery platform and increase their chances to get quickly soluble,

functional protein to use downstream in their project.

mailto:techsupport@nuclera.com


SummarSummary - A sty - A stepepwise guided method fwise guided method for vor varariant criant creeationation

▷ StStep 1 - Identifep 1 - Identify Reley Relevvant UniPant UniPrrot IDot ID Use sequence alignment (POI

sequence) or direct UniProtID input to identify the starting protein

sequence and/or several close protein family members - for example

isoforms and splice variants. Annotate each starting sequence with all

required metadata.

▷ StStep 2 - Selecep 2 - Select Ct Candidatandidateses Filter isoforms, align them and flag functional

or structural domains of interest.

▷ StStep 3 - Ruleep 3 - Rule-b-based Sequencased Sequence Ee Ediditing Iting I Apply simple rule based editing

for each input Candidate. Depending on the domains present, each input

Candidate sequence should generate several “virtual” constructs. Remove

signal peptides and propeptides, it is also often beneficial to remove

transmembrane domains (TMD).

▷ StStep 4 - Rule Based Sequencep 4 - Rule Based Sequence Ee Ediditing II - Tting II - Tererminal truncationsminal truncations Apply

simple rule based editing for each input Candidate. Consider modifications

around functional domains of interest, for example removing disordered or

unnecessary domains. eProtein Discovery™ System User Guide 9

▷ StStep 5 - Checep 5 - Check fk for other kor other knonown stwn stable domains (NMR, Xable domains (NMR, X-R-Raay)y) Identify

other important regions and create relevant variants.

▷ StStep 6 - Cep 6 - Compile final list of vompile final list of varariant Ciant Candidatandidates fes for a POIor a POI



DetDetails - A stails - A stepepwise guided method fwise guided method for vor varariant criant creeationation

StStepep TiTitletle InputInput OutputOutput OperOperationsations

1

Identify

Relevant

Uniprot ID

Sequence

or Uniprot

ID

Annotated

Uniprot

sequences

• Identify

relevant

isoform,

canonical

isoforms,

orthologs,

align.

• Identify

critical

domains,

Uniprot,

Expasy

(Structural,

functional,

etc.)

2

Select

Initial

Candidates

Annotated

Uniprot

sequences

Isoforms and

important

domains

flagged

• Identify

relevant

isoforms,

canonical iso

forms,

orthologs,

align

• Identify



StStepep TiTitletle InputInput OutputOutput OperOperationsations

critical

domains,

Uniprot,

Expasy

(Structural,

functional,

etc.)

3
Combine

starting list

Seqs from

steps 1 and

2

List of input

Candidates

Combine lists 1

and 2

4

Rule-based

SequenceE

diting I -

identify

domains of

interest

List of

input

Candidates

List of Child

Candidates 1

Edited

sequences

named

appropriately

- rules

applied see

operations.

A Child

Candidate is a

sequence

derived from

an Initial

• If present

remove signal

peptide from

N-terminus If

present

remove pro-

peptide from

N-terminus or

C-terminus

• If 1 TMD

present

remove

domain * If >1

TMD present

discard



StStepep TiTitletle InputInput OutputOutput OperOperationsations

Candidate by

applying

Rule-based

Editing - Step

4

Candidate

sequence

• If N-term TMD

truncate after

TMD (e.g. aa

directly after

TMD)

• If C-term TMD

truncate

before TMD

(e.g. aa

directly before

TMD)

5

Rule Based

Sequence

Editing II -

truncations

List of

input

candidates

(Step 3)

+

List of

Child

Candidates

(step 4)

• Consider N-

terminal

truncation to

leave the

domain of

interest. Users

may add up to

10 aa

upstream.

• Consider C-

terminal

truncation to



StStepep TiTitletle InputInput OutputOutput OperOperationsations

leave the

domain of

interest. Users

may add up to

10 aa

downstream.

• Consider both

N- and C-

terminal

truncations to

leave the

domain of

interest. Users

may add up to

10 aa

upstream or

downstream.

• Consider

truncating to

remove

disordered

regions

around

functional

domain of

interest

• If available use



StStepep TiTitletle InputInput OutputOutput OperOperationsations

structure

information

(X-ray, NMR,

AlphaFold) to

guide

truncation

sites

6

Compile

final

Screening

Candidates

List of

input

candidates

(Step 3)

+

List of

Child

Candidates

(step 4)

+

List of

Child

Candidates

(step 5)

• Consider your

downstream

needs (e.g.

activity assay,

binding assay,

structural

investigation)

• Consider your

cartridge

format (e.g. a

FlexiVariant™

or Solubility

tag screen

• Consider your

cartridge

budget (e.g.

do you plan

on running



StStepep TiTitletle InputInput OutputOutput OperOperationsations

one or more

cartridges

within this

campaign)

• Consider

Alphafold

scoring results

AAddidditivtive Selece Selection Guidetion Guide

Depending on the protein of interest, the presence of additives may be

needed to optimize the expression.

The decision tree in Figure 2 illustrates the Additive options based on

protein requirements.

FigurFigure 2: Dece 2: Decision trision tree whicee which illustrh illustratates the Aes the Addidditivtive options be options based on prased on prototeinein



rrequirequirements. *Mix of NADements. *Mix of NAD, ac, acetetyl-Cyl-CooAA, F, FADAD, SAM, SAM

The additives supplied in the Cartridge Reagent Kit NC3010 and their

descriptions are listed in Table 1.

AAddidditivtivee
AAddidditivtivee

DescrDescriptioniption
AAddidditivtive Chare Characacttereristicsistics

Additive

buffer

HEPES buffer pH

7.5 and

surfactant

CFPS reaction buffer, dilution

normalization

PDI + GSSG

Mix

Protein disulfide

isomerase and

oxidized

glutathione

Chaperone and redox modification

to oxidizing environment to support

disulfide bond formation

TrxB1
Thioredoxin

reductase

Protects proteins from oxidative

aggregation and inactivation and

acts as a reductase in redox

regulation

DnaK Mix Chaperone
DnaK mix Chaperone mix to support

folding and prevent aggregation

Zinc

chloride

Zinc chloride

solution

Cofactor that can be required for

folding, stability, or activity

Calcium

chloride

Calcium chloride

solution

Cofactor that can be required for

compaction, folding, stabilization, or

activity



AAddidditivtivee
AAddidditivtivee

DescrDescriptioniption
AAddidditivtive Chare Characacttereristicsistics

Manganese

chloride

Manganese

chloride solution

Cofactor for metalloenzymes for

structure and activity

Cofactor

Mix

Mix of NAD,

acetyl CoA, FAD,

SAM, and PLP

Cofactors that assist in folding,

stability and activity

GSSG
Oxidized

glutathione

Redox modification to oxidizing

environment

3C

protease

3C protease

solution

Protease to cleave off the N-terminal

solubility tag at the specific

aminoacid sequence (LEVLFQ/GP)

TTable 1: List of Aable 1: List of Addidditivtives supplied in the Ces supplied in the Carartrtridge Reidge Reagent Kiagent Kit NCt NC30103010..

ePePrrototein Discein Discoovverery Softy Softwwararee

IntIntended Useended Use

The eProtein Discovery Software, Nuclera’s cloud-based software, supports

the user in the design and execution of combinatorial protein expression

experiments on the eProtein Discovery platform.

SoftSoftwwarare Update Updateses

▷ Automatic software updates are carried out when instrument is on and

not in use with a message displayed on screen.

▷ If needed, automatic update settings and scheduling can be changed in



the settings of the instrument (accessible from the side menu). It is

recommended to check the time zone is correctly selected.

On our fullOn our fully inty integregratated ePed ePrrototein Discein Discoovverery syy syststem the user can rem the user can rececorord:d:

▷ Sequences of interest.

▷ Constructs compatible with the Nuclera technology.

▷ Recipes for constructs expression and scale-up.

▷ Record a specific eGene construct (DNA) containing the sequences of the

proteins of interest and the selection of the eProtein expression conditions.

For the design of protein variants, mutants, and truncated sequences, it is

recommended to follow the eProtein Discovery Guide for Protein Variant

Creation.

More information about the eProtein Discovery TM cloud-enabled platform is

available in the appendix section of the user guide.

IntIntended Tended Tararget User Grget User Groupoup

The eProtein Discovery Software is intended to be used by staff trained to

run experiments on the eProtein Discovery Instrument.

HoHow tw to aco acccess yess your serour servicvicee

SoftSoftwwarare Require Requirements:ements:

Our cloud software works on the major browsers (other browsers may also

work), without the need to download or install additional packages:

▷ Google Chrome

▷ Mozilla Firefox

▷ Microsoft Edge

FFor cor cororrrecect behat behavior in ePvior in ePrrototein Discein Discoovverery Cloud acy Cloud acccountount, c, checheck thek the

ffolloollowing:wing:

▷ Enable cookies. Make sure cookies are enabled in the browser so all parts



of our application work as expected.

▷ JavaScript must be enabled in the browser.

▷ Set the screen resolution Minimum screen resolution to 1024 x 768. A

higher resolution is recommended.

▷ Check the web browser for add-ons. In some cases, browser add-ons,

extensions, ad blockers, or plugins can interfere with our application’s

functionality.

▷ Consider disabling these extras or try a browser without them.

RequirRequired Files and Oed Files and Other Infther Inforormationmation

Files and infFiles and inforormation needed fmation needed for the analor the analyysis:sis:

▷ A valid amino acid sequence copied as text.

▷ A valid DNA sequence copied as text.

StSteps feps for Aor Accccessess

The fThe folloollowing stwing steps areps are re requirequired ted to aco acccess our seress our servicvicee

1. The first Administrator user is created by Nuclera.

2. The administrator user will log in to the platform and create projects.

3. The administrator user can invite other users and assign them to

projects.

4. Non-administrator users will add their details, create password and an

instrument access pin at first log in.

5. The admin users can give other users administrator privileges.

6. The admin users can deactivate non-administrator users.

7. After first login users can register proteins and create experiments in

their projects

Steps 1-3 are required for first time login. Step 4 is self-service for all users.

Steps 6-7 are part of everyday activity on the platform. Steps 2, 3, & 7 are



described in detailed below.

AAdd a nedd a new user - Aw user - Administrdministratatoror

1. From the Manage Users page click the [In[Invivitte]e] button.

2. Fill the email address of the invitee and click [Send][Send].

3. The invitee will receive an email with instructions.

Set up a prSet up a proojecject - At - Administrdministratatoror

In the eProtein Discovery Software portal, users can create a new project or

select from an existing project.

To select an existing project, click on one of the existing projects listed on

the screen. To create a new project, click on the [Ne[New Pw Prroojecject]t] button

located on the top right corner of the screen.



RegistRegister a prer a prototein sequencein sequence - Ane - Any usery user

Once a project is created, you can navigate through it.

1. Select the [P[Prrototeins]eins] tab and click the [[+ Ne+ New Pw Prrototein]ein] button.

Bulk protein sequences can be imported from a FASTA file by clicking

on the [[+ Impor+ Import Pt Prrototeins]eins] button. This feature is particularly beneficial

for users looking to import 24 sequences or more at once.

For more information about the "Impor"Import Pt Prrototeins"eins" feature, click on the i blue

symbol



2. Add a name for your sequence and a reference ID (optional). Select the

labels that apply to your protein and add any notes. Select the type of

sequence you are submitting, amino acid or DNA. Copy and paste the

amino acid or a DNA sequence into the input box. Click on [Chec[Checkk

CCompompatibiliatibilitty]y] and wait until all the tests have been performed.

3. If you have uploaded an amino acid sequence, the sequence will be

codon optimized and converted to a compatible DNA sequence.

Adaptor sequences will also be added to the 5’ and 3’ end. These

adaptor sequences will serve as primer annealing points during the

PCR reaction to expand each construct with the appropriate fusion

tags.



4. The software will perform DNA sequence compatibility checks to ensure

that there are no conflicting sequences that can impact DNA synthesis.

5. Protein expression compatibility checks will also be performed in the

background to detect transmembrane domains, disorder regions or the

presence of start and stop codons. If any expression incompatibility is

detected, a warning signal will be displayed. Users can still proceed at

risk or return to modify the sequence.

6. If you are happy with the sequence, press the [Finalize protein] button

located at the top right corner of the screen.

7. Once finalized, the protein or DNA sequence cannot be modified.

8. The translated DNA sequence can be copied and gene fragment

ordered from Nuclera’s recommended DNA synthesis vendor.



Design an eDesign an experxperiment - Animent - Any usery user

EExprxpression Scression Screeneen

1. After registering your protein(s), you can move forward to design your

experiment.

2. Select the Experiments tab and click on the [Design Ne[Design New Ew Experxperiment]iment]

button.

3. Enter the name of the new experiment, add a short text description and

select the eProtein Discovery Screen Experiment workflow. Click the

activated **[Create Experiment]** button



NONOTETE

If the version of the Workflow is not compatible with the current

version of the Instrument Software, a warning message is displayed,

inviting the user to update the Instrument Software.

NotNotee On the instrument, an incompatible experiment will appear with

a warning sign inviting the user to update the Instrument software."

4. Select 24 DNA constructs to assign to a cartridge. Once a desired

number of constructs are selected, click on [Ne[Next]xt]. NotNote:e: You can load

the same construct (duplicate) in two ports if required by your

experimental design.



5. Select expression conditions by adding two additives to the Cell-free Core

Reagent – The “Additive selection guide” section of this document will help

you to select additives. If you are undecided on the additive combinations

to use, go with the default list of high performing Cell-free Blends pre-

selected on the screen. Click [Ne[Next]xt] to proceed.

The eProtein Discovery™ system also provides the flexibility to incorporate

custom additives into expression and purification workflows, enabling users

to tailor conditions for unique protein targets. To ensure optimal

performance and minimize risks, please consult the Compatibility List at

(https://info.nuclera.com/manual-custom-additives-chemical-compatibility-

list.html), which provides detailed guidelines on compatible additives and

their maximum allowed concentration. This resource serves as a valuable

reference to help you achieve optimal results when working with custom

additives. Refer to this before experimenting with custom additives or

contact Technical Support if you require more guidance.

NONOTETE

An additive can be selected twice to enhance a specific condition.

https://info.nuclera.com/manual-custom-additives-chemical-compatibility-list.html
https://info.nuclera.com/manual-custom-additives-chemical-compatibility-list.html


6. All samples and reagents are now assigned to a specific port on the

cartridge.

7. Review & Correct sample allocation – In the final step you have the

opportunity to inspect and potentially change port location for DNA

samples and Cell-free Blends. Drag & drop in the interactive cartridge map

or use the port menu available to every sample. Press the [Ne[Next]xt] button to

proceed.



PurPuriification Scrfication Screeneen

In the following step you can modify the parameters the instrument will use

to select the best expression conditions for purification. The default

variables are pre-selected and are suitable for the majority of experiments.

The defThe defaulault algort algoriithm wthm wororkks as fs as folloollowws:s: ▷ In total, 30 expression conditions

are selected for the purification screen.

▷ The selection can be done using either molar concentration (µM),

recommended, or mass concentration (mg/mL) depending on the

purification preferences.

▷ If you are expressing 3 POI on the cartridge (3 Proteins-of-interest against



a 8 fusion tags panel), the instrument will automatically select the 10

highest expressing combinations from each construct so all the constructs

are represented in the purification screen (3x10).

▷ If you are expressing 6 POI (6 POI x4 tags) the instrument will select the 5

highest expressing combinations from each protein (6x5).

As a user you can alter the behavior of the instrument and select the best

expression experiment across all 192 different conditions.

The ranking can be performed using different units, μM or mg/mL.

IMPORIMPORTTANT NOANT NOTETE

In that scenario you might end up with some of your protein

constructs NONOTT represented in the purification.

1. Press the [Ne[Next]xt] button to proceed. Confirm the statements presented

by ticking the boxes. If you cannot confirm these four statements we

recommend you keep the experiment in draft status (choose [C[Cancancel]el]).

Product Image

2. Press the [Finaliz[Finalize]e] button to proceed. Your experiment is now available

on the instrument.

NotNote:e: Once finalized, the experimental design cannot be changed.

3. A summary of your experiment is now available. You can toggle and

review the various aspects of your experiments by selecting the Design

tab and clicking any of the [f[four grour green ceen cirirccles]les] in the design page.



PPrrepepararation of the ePation of the ePrrototein Discein Discoovverery ry reeagentsagents

The preparation of the reagents takes about 1 hour.

CConneconnect the vial of bt the vial of base fluid tase fluid to the pump moduleo the pump module

▷ In anticipation of starting a new experiment, take a fresh vial of base fluid,

open it, and connect it to the left holder on the eProtein Discovery

instrument pump module (Figures 3 and 4).

IMPORIMPORTTANT NOANT NOTETE

It is important to equilibrate the base fluid with the lab atmosphere

prior to use. This is to prevent outgassing of the base fluid during the

run, as air bubbles can interfere with the droplet movement. WWee

rrececommend atommend atttacaching the bhing the base fluid tase fluid to the instrument the dao the instrument the day befy befororee

yyou will perfou will perfororm the run. An acm the run. An acccepteptable alable altterernativnative is te is to incubo incubatate thee the

uncapped buncapped base fluid at 30ase fluid at 30°°C / 86C / 86°F f°F for 1 houror 1 hour.

▷ Connect the waste container, empty, to the right holder of the pump

module (Figures 3 and 4).



FigurFigure 3: Ve 3: Vial of bial of base fluid and the wase fluid and the wastaste ce contontainer cainer conneconnectted ted to the pump as shoo the pump as shown on thewn on the

scrscreeneen

[1] [2]



FigurFigure 4e 4: C: Conneconnection of the empttion of the empty wy wastaste ce contontainer [ainer [1] and the vial of b1] and the vial of base fluid [2] tase fluid [2] to theo the

pumppump

PPrrepeparare the tre the transfansfer plater platee

After connecting the base fluid to the holder on the instrument, take all the

reagents out of the freezer.

The eProtein Discovery reagents need to be prepared and loaded onto a 96

well transfer plate following the layout and volumes in Figure 5 and Table 2.

NotNote:e: It is critical to follow this layout exactly because it determines how the

reagents are dispensed in the eProtein Discovery cartridge.

NotNote:e: If a eGene construct is missing it must be substituted with 5 µL eGene

Elution Buffer supplied in the eGene Prep kit.

IMPORIMPORTTANT NOANT NOTETE

Do not substitute a missing eGene construct with water.



FigurFigure 5: Te 5: Trransfansfer plater plate lae layyoutout

ReReagentagent
VVolumeolume

(µL)(µL)

eGene construct 5

Controls: Blank Buffer, Universal Control (Univ. Ctrl),

Complementation control (Comp. Ctrl), Full Workflow

Control (W/F), Expression Control (Exp Ctrl)

10

Cell-free Blend (CFB): Cell-free Core Reagent + Additive 1 +

Additive 2

20

(16+2+2)



ReReagentagent
VVolumeolume

(µL)(µL)

Wash Buffer (Wash Buffer) 16

Elution Buffer (Elut. Buffer)

10 µL in

H1 & H2,

16 µL in

F10

Detector Protein (Det. Prot.) 16

TTable 2: Reable 2: Reagents and vagents and volumes tolumes to loo load on the trad on the transfansfer plater platee

1.1.TTakake the Stre the Strep Beep Beads frads from the from the fridge and the Cidge and the Carartrtridge Kiidge Kit rt reeagents (boagents (boxx

wiwith the yth the yelloellow strw stripe on the label) fripe on the label) from the -80om the -80°°C frC freeeezzerer..



22.Plac.Place an empte an empty 96y 96--wwell trell transfansfer plater plate on ice on ice.e.

NONOTETE

The transfer plate should be kept on ice until the transfer of reagents to

the Cartridge.

Ensure you prepare the Cell-free Blends last.

3. eGene c3. eGene construconstructs (DNA)ts (DNA)

Take the vials or the plates with the eGene constructs made in advance

using the eGene Prep Kit out of the freezer and thaw on the benchtop at



room temperature. This takes approximately 15 minutes.

NotNote:e: the vials or the plates can be centrifuged for a few seconds to ensure

all the liquid is at the bottom of the wells.

Load 5 µL of each eGene construct onto the transfer plate into wells: ▷ A1 to

A8

▷ B1 to B8

▷ C1 to C8

NotNote:e: It is critical to load the eGene constructs onto the transfer plate in the

exact order that they have been finalized in the experiment planned in the

eProtein Discovery software.

44. eP. ePrrototein Discein Discoovverery pury puriification rfication reeagentsagents Thaw the Wash Buffer and the

Elution Buffer on the benchtop at room temperature. Once thawed, vortex

for 2 seconds and centrifuge for 2 seconds using a microcentrifuge to mix

and collect all the reagents. ▷ Load 16 µL of Wash Buffer into wells C10 and

D10.

▷ Load 16 µL of Elution Buffer into well F10

▷ Load 10 µL of ELution Buffer into wells H1 and H2

5. eP5. ePrrototein Discein Discoovverery cy controntrolsols From the kit kept at -80°C, take the controls

out and thaw them on ice.

▷ Load 10 µL of Blank Buffer into wells H3 and H4.

▷ Load 10 µL of Universal control into well H5.

▷ Load 10 µL of Complementation Control into well H6.

▷ Load 10 µL of Full W/F Control into well H7.

▷ Load 10 µL of Expression Control into well H8

66. Str. Strep Purep Puriification Befication Beadsads Strep Purification Beads are provided in 200 µL

aliquots of 5% v/v suspension – To prepare the Strep Beads:

1. Take the vial of Strep Beads from the fridge and give it a quick spin for 2



seconds in a microcentrifuge to pellet the beads.

2. Resuspend the beads by gently pipetting up and down 10 times with a

p200 pipette set on 90 µL.

3. Transfer 90µL of the resuspended beads into a 1.5 mL tube. Discard the

rest only after the experiment starts, in case more volume is required.

4. Place the tube with Strep Beads on a magnetic particle separator and

capture for 1 min.

5. Remove all the supernatant with a p200 pipette and discard the liquid.

6. Remove the tube with Strep Beads from the magnetic particle

separator. Resuspend the beads in 100 µL Wash Buffer by slowly

pipetting up and down 10 times.

7. Repeat steps 4 to 6 twice more for a total of three washes.

8. After the third wash, spin down the tube and place it back on a

magnetic particle separator and capture for 1 min.

9. Remove all the supernatant with a p200 pipette and discard the liquid.

10. Spin down the tube, place it back on a magnetic particle separator and

remove the residual buffer with a p20 pipette.

11. With a p20 pipette, resuspend the beads in 10.5 µL Wash Buffer by

gently pipetting up and down 10 times to create a 15 µL 30% Strep

Beads working

12. Keep the beads in the tube on the bench, not on ice.

NotNote:e: The beads should NOT be loaded onto the transfer plate.

77. Det. Detececttor Por Prrototeinein The Detector Protein is supplied as ready to use. Spin

down the tube for 2 seconds to collect the full volume at the bottom. Load

16 µL of Detector Protein into wells A10, B10, G10, and H10 of the transfer

plate.

88. P. Prrepepararation of the Cation of the Cell-frell-free Blendsee Blends For each expression screening

experiment, up to eight 20 μL Cell-free Blends can be made by adding 16 μL

of Cell-free Core Reagent, 2 μL of a first additive, and 2 μL of a second



additive.

NotNote:e: The total volume of blend should always be 20 µL final

NotNote:e: the same additive can be used as first and second additive, for

example 2 x 2 µL of Additive Buffer. The list of Additives is in Table 1.

1. Thaw on ice Cell-free Core Reagents and Additives

2. Once thawed, vortex for 2 seconds the Cell-free Core reagents and

Additives to ensure they are well mixed.

3. Centrifuge for 2 seconds the Cell-free Core reagents and Additives using

a microcentrifuge to return any droplets to the bulk aliquot.

4. Add 16 µL of Cell-free Core reagent to wells A12-H12.

5. Add 2 µL of your first selected additive to wells A12-H12.

6. Add 2 µL of your second selected additive to wells A12-H12.

NotNote:e: It is critical to load the Cell-free Blends onto the transfer plate in the

exact order that they have been finalized in the experiment planned in the

eProtein Discovery software.

Set up the eSet up the experxperiment on the instrumentiment on the instrument

LLog in and selecog in and select the et the experxperimentiment

1. Press the [P[Poowwer Ser Swiwittcch]h] to activate the Instrument power-up,

initialization and self-test sequence.

2. Log into the instrument software by selecting the user and entering

PIN (Figure 6a and 6b).



FigurFigure 6a: User ace 6a: User acccounts on the instrument softounts on the instrument softwwararee



FigurFigure 6b: Pe 6b: PIN IntIN Interferfacacee

3. On the instrument software, select the experiment initially set up on

eProtein Discovery software (Figure 7).

FigurFigure 7e 7: Instrument soft: Instrument softwwarare we welcelcome pome page wiage with the list of finalizth the list of finalized eed experxperimentsiments

4. Read the Before you proceed section and press the [Ne[Next]xt] button

(Figure 8).



FigurFigure 8: Instrument softe 8: Instrument softwwarare we welcelcome pome page wiage with the list of finalizth the list of finalized eed experxperimentsiments

5. Get the transfer plate containing the reagents and cartridge ready.

6. Go through and tick the checklist, and press the [Ne[Next]xt] button (Figure

9). The drawer will open.



FigurFigure 9: Le 9: Looading of the carading of the cartrtridge on the ePidge on the ePrrototein Discein Discoovverery instrumenty instrument..

7. Unpack and load a cartridge as shown on the screen of the eProtein

Discovery instrument, place the cover on the cartridge, avoid touching

the electrical connectors, and press the [Ne[Next]xt] button (Figure 10).



FigurFigure 10: Chece 10: Checklist scrklist screen befeen beforore the ee the experxperiment stiment stararts.ts.

NotNote:e: keep the cartridge packaging to dispose of the cartridge after use.

8. Keep cover on the cartridge. Markings on the cover will guide you

through the loading process.

Set up the pump on the instrumentSet up the pump on the instrument

FFolloollow the on-scrw the on-screen instruceen instructions ttions to co completomplete the ee the experxperimentiment..

▷ These instructions will guide you in operating the eProtein Discovery

instrument and completing an experiment on the instrument.

▷ The instructions must be followed in the order shown on the screen.

▷ You can navigate forward and back through the steps using the buttons

at the top.

▷ You can scroll up and down using the arrows at the bottom right of the

screen when shown or with your fingers.



NotNote:e: once you start the experiment, the back button on the instrument will

be disabled.

1. On the right hand side of the instrument, ensure the tubings for the

integrated pump are placed in the tubing holder, and press the [Ne[Next]xt]

button (Figure 11).

FigurFigure 11: Ve 11: Vereriification scrfication screen that the tubings feen that the tubings for the intor the integregratated pump ared pump are place placed in theed in the

tubing holdertubing holder..

2. Ensure the vial of base fluid and the waste container have been

connected to the pump located on the right hand side of the

instrument. Press the [Ne[Next]xt] button (Figures 12).



FigurFigure 12: Ve 12: Vial of bial of base fluid and the wase fluid and the wastaste ce contontainer cainer conneconnectted ted to the pump as shoo the pump as shown onwn on

the scrthe screeneen

Filling the carFilling the cartrtridge wiidge with bth base fluidase fluid

1. With the tubes and containers in place, ensure that some of the base

fluid has dripped into the waste container (Figure 13).



FigurFigure 13: Pe 13: Prriming the pump tubes wiiming the pump tubes with bth base fluidase fluid

2. Remove the tube connectors from the holder, connect them tightly to

the corner ports X2 and X3 of the cartridge, and press the [Ne[Next]xt] button

(Figure 14). Either connector can be interchangeably inserted into

corner port X2 or X3.



FigurFigure 14e 14: Inspec: Inspection that all the portion that all the ports on the carts on the cartrtridge aridge are filled wie filled with bth base fluidase fluid

3. Inspect the cartridge for air bubbles that may have been introduced

during the priming with base fluid.

If any air bubbles persist after base fluid priming, use a single-channel

p200 pipette to aspirate the air bubbles from the nearest port and

reinject slowly the base fluid that was aspirated into a corner port (X1 or

X4). Press the [Ne[Next]xt] button (Figure 15).



FigurFigure 15: Ce 15: Conneconnection of the pump tubes ttion of the pump tubes to the caro the cartrtridgeidge

4. Inspect the ports on the cartridge after the priming with base fluid is

complete. Ensure all the ports are filled and press the [Ne[Next]xt] button

(Figure 16).



FigurFigure 16:Inspece 16:Inspection that all the portion that all the ports on the carts on the cartrtridge aridge are filled wie filled with bth base fluidase fluid

LLooad the rad the reeagents on the caragents on the cartrtridgeidge

Tips fTips for a perfor a perfecect lot loading:ading:

▷ Follow the on-screen instructions that will guide you in loading the

reagents.

▷ The loading of the reagents should be done using an 8-channel pipette.

▷ To facilitate the pipetting of the reagents, the transfer plate can be moved

from the ice bucket to the bench.

▷ Check the plate for the presence of air bubbles. Air bubbles can be

removed by spinning the plate in a swing rotor centrifuge for about 10

seconds.

▷ After aspirating the reagents, make sure that all pipette tips are filled

evenly, and contain no air bubbles.

▷ When loading the reagents into the ports, ensure the tips are immersed

just below the surface of the base fluid, and dispense slowly until the first



stop of the pipette is reached.

▷ Do not pass the first stop as it would release air bubbles (Figure 17).

▷ Do not engage the pipette tips fully into the ports, the tip ends should not

touch the bottom of the ports while dispensing the reagents (Figure 17).

FigurFigure 17e 17: F: For cor cororrrecect rt reeagent loagent loading the pipetading the pipettte tip is immere tip is immersed in the bsed in the base fluid and notase fluid and not

ttoucouching the bothing the botttom of the porom of the portt

LLooad eGene cad eGene construconstructs - rts - roowws As A, B and C, B and C

▷ Load 8x fresh pipette tips and aspirate 3 μL of the eGene constructs from

the transfer plate wells A1-A8 into ports A1-A8 of the cartridge (Figure 18).

▷ Load 8x fresh pipette tips and aspirate 3 μL of the eGene constructs from

the transfer plate wells B1-B8 into ports B1-B8 of the cartridge (Figure 18).

▷ Load 8x fresh pipette tips and aspirate 3 μL of the eGene constructs from

the transfer plate wells C1-C8

▷ into ports C1-C8 of the cartridge (Figure 18). ▷ Ensure the tip is immersed

in the base fluid and dispense slowly until the first stop of the pipette is



reached. Do not engage the pipette tips fully into the ports.

▷ Eject the pipette tips into a waste container.

▷ Press the [Next] button on the screen.

FigurFigure 18: Le 18: Looading of the eGene cading of the eGene construconstructs ontts onto ro roow Aw A, B and C of the car, B and C of the cartrtridgeidge

LLooad rad reeagents - ragents - roow H, cw H, column 12 and column 12 and column 10olumn 10

1. Re1. Reagents - ragents - roow H:w H:

▷ Load 8x fresh p20 pipette tips and aspirate 3 µL of the reagents from the

transfer plate wells H1-H8 into ports H1-H8 of the cartridge (Figure 19).

▷ Ensure the tip is immersed in the base fluid and dispense slowly until the

first stop of the pipette is reached. Do not engage the pipette tips fully into

the ports.

▷ Eject the pipette tips into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.



FigurFigure 19: Le 19: Looading of the rading of the reeagents ontagents onto ro roow H of the carw H of the cartrtridgeidge

22. Re. Reagents - cagents - column 12:olumn 12:

▷ Load 8x fresh p20 pipette tips and **mix the Cell-free Blends in the

transfer plate by gently pipetting up and down 12 times. **

IMPORIMPORTTANT NOANT NOTETE

Be careful not to introduce air bubbles in the ports.

Aspirate 12 µL of the Cell-free Blends from the transfer plate wells

A12-H12 into ports A12-H12 of the cartridge (Figure 20).

▷ Ensure the tip is immersed in the base fluid and dispense slowly until the

first stop of the pipette is reached. Do not engage the pipette tips fully into

the ports.

▷ Eject the pipette tips into a waste container.



▷ Press the [Ne[Next]xt] button on the screen.

FigurFigure 2e 20: L0: Looading of the Cading of the Cell-frell-free Blends ontee Blends onto co column 12 of the carolumn 12 of the cartrtridgeidge

3. Re3. Reagents - cagents - column 10:olumn 10: ▷ Load 7x fresh p20 pipette tips and aspirate 12 µL

of the reagents from the transfer plate wells A10-D10 and F10-H10 into ports

A10-D10 and F10-H10 of the cartridge (Figure 21). ▷ Ensure the tip is

immersed in the base fluid and dispense slowly until the first stop of the

pipette is reached. Do not engage the pipette tips fully into the ports. ▷

Eject the pipette tips into a waste container. ▷ Press the [Ne[Next]xt] button on

the screen.



FigurFigure 21: Le 21: Looading of the rading of the reeagents ontagents onto co column 10 of the carolumn 10 of the cartrtridgeidge

44. Str. Strep Purep Puriification Befication Beads - porads - port E10:t E10: ▷ Using a single channel p20 pipette,

mix the Strep Purification Beads twelve times by gently pipetting up and

down. Be careful not to introduce air bubbles. Aspirate 12 µL of the Strep

Purification Beads prepared in a tube and dispense into port E10 of the

cartridge (Figure 22).

▷ Ensure the tip is immersed in the base fluid and dispense slowly until the

first stop of the pipette is reached. Do not engage the pipette tip fully into

the port.

▷ Eject the pipette tip into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.



FigurFigure 22: Le 22: Looading of the Strading of the Strep beep beads tads to poro port E10 of the cart E10 of the cartrtridgeidge

5. Remove the cover from the cartridge (Figure 23)

FigurFigure 23: Remoe 23: Removve the ce the coovver frer from the carom the cartrtridgeidge



LLooad rad reeagents in the caragents in the cartrtridgeidge

1. Press the [Ne[Next]xt] button to start the aspiration of the base fluid and the

loading of the reagents on the cartridge (Figure 24).

FigurFigure 2e 244: Base fluid aspir: Base fluid aspirationation

2. Disconnect the tubes from the cartridge and place them in the tube

holder on the right hand side of the instrument. Press the [Ne[Next]xt] button

on the screen (Figure 25), and the drawer will close. Quality controls will

be performed, and the drawer will open.



FigurFigure 25: Disce 25: Disconneconnect the tubes and plact the tubes and place them on the tube holdere them on the tube holder

3. Inspect the reservoirs have formed correctly in the cartridge as shown

on the screen. If so, Press the [Ne[Next]xt] button (Figure 26).



FigurFigure 2e 26: Chec6: Check the rk the resereservvoiroirs has havve fe forormed cmed cororrrecectltly on the cary on the cartrtridgeidge

NotNote:e: Any presence of a marker on the reservoir is acceptable, as shown on

the top right of Figure 26

TTrroubleshooting tip 1:oubleshooting tip 1:

If a reservoir is not properly formed, first fully engage a new empty pipette

tip into the port and reach the bottom of the port. This action may trigger

the correct formation of the reservoir.

TTrroubleshooting tip 2:oubleshooting tip 2:

▷ If the shape of a reservoir is still not correct, remove the empty tip from

the port, replace with a new tip, then add a small volume of the

corresponding reagent using a p20 pipette with a pipette tip. Do not

depress the pipette past the first stop as this could introduce air bubbles

inside the cartridge.

▷ Re-engage the tip until reaching the bottom to the port and dispense the

reagent slowly until correction is complete (Figure 27).

▷ The recommended volumes for manual correction are:

▷ 1.5 µL for ports in rows A, B, C or H

▷ 3 µL for ports in columns 10 or 12



FigurFigure 2e 277: F: For manual cor manual cororrrecection of the rtion of the reeagent loagent loading tading to co cororrrecectltly fy fororm the rm the resereservvoiroirs ons on

carcartrtridgeidge

AnalAnalyyzze the re the resulesultsts

Instrument softInstrument softwwarare re resulesults scrts screeneen

After completion of the experiment, the results are shown on the

instrument screen. The four best obtainable combinations of eGene and

Cell-free Blend are displayed with the predicted in-tube scale-up yields

(Figure 28). Further analysis can be carried out from the eProtein Discovery

Cloud Software.



FigurFigure 28: Resule 28: Result scrt screen freen from the Instrument Softom the Instrument Softwwararee

ePePrrototein Discein Discoovverery Cloud Softy Cloud Softwwarare re reporeportt

At the end of the experiment a report containing all the information about

the experimental setup is transferred onto the eProtein Discovery Cloud

Software. The upload takes about 15 minutes and during this time the

[Do[Downlownload Reporad Report]t] button at the top right corner of the screen is grayed

out.

NotNote:e: the instrument should not be switched off until the report is

transferred and becomes available on the eProtein Discovery Cloud

Software.

The eThe experxperiment riment reporeport ct contontains:ains:

▷ EExperxperiment videoiment video

The video should be watched to ensure the correct operation of the

instrument and cartridge during the experiment. Any questions or

concerns regarding the operation of the droplets should be directed to the



Nuclera Technical Support team (techsupport@nuclera.com).

▷ PPDF rDF reporeport filet file

The PDF report file is a summary of the experiment setup and the results,

saved in the report folder with the name given to the experiment included

in the file name ▷ CCSV rSV reporeport filet file The report file is a csv file saved in the

report folder with the name given to the experiment included in the file

name. The results for each one of the 30 purified target protein conditions,

and the 192 conditions for the produced protein are listed in the csv file. It

also contains the measured values for the controls, the expected range for

the controls, and a PASS/FAIL score if the measured values are within the

expected range.

▷ Blue light images (Blue light images (TIFF images)TIFF images)

Images acquired at the end of expressions and purification. These images

can give the user information about the solubility of the protein.

▷ OOther filesther files

The folder contains additional files that can be used by the Nuclera

Technical Support team for troubleshooting purposes

Finishing the eFinishing the experxperimentiment

1. Remove the cartridge from the instrument drawer by lifting it as shown

on the screen and place it in its original packaging. Press the [Ne[Next]xt]

button (Figure 29).

NotNote:e: there is no need to drain the base fluid out of the cartridge.

mailto:techsupport@nuclera.com


FigurFigure 29: Remoe 29: Removve the care the cartrtridge fridge from the instrumentom the instrument

2. Remove the waste container from the holder, empty its content, and

place it back on the instrument.

3. Remove the vial of base fluid and dispose of it with biohazard sharps

waste container according to local waste disposal rules and regulations.

NotNote:e: Do not reuse consumed cartridges and dispose of any residual

reagents, kits are intended as single use only.

4. Dispose the packaged used cartridge in a biohazard sharps container,

according to local waste disposal rules and regulations.

5. The experiment report is available for download from the eProtein

Discovery software.

6. Power down the instrument after use by pressing the [Power off]

button (Figure 30)



FigurFigure 30: Remoe 30: Removve the care the cartrtridge fridge from the instrumentom the instrument

FFrrequentlequently Ay Asksked Questions (Fed Questions (FAAQQ))

1. Gener1. Generalal

Questions/Questions/

IssuesIssues
AnsAnswwererss

How do I

contact the

support team?

Email us at techsupport@nuclera.com Call us at

+441223942 761 (UK phone number / WhatsApp

Business) or +1 508-306-1297 (US phone number)

Where can I

suggest future

improvements?

Please email us at techsupport@nuclera.com, your

feedback is very important to us as it allows us to

improve the instrument, the technology and our

services.

mailto:techsupport@nuclera.com
mailto:techsupport@nuclera.com


Questions/Questions/

IssuesIssues
AnsAnswwererss

A component

or reagent is

missing

If a component or a reagent is missing, please

contact the Nuclera Technical Support team

22..TTecechnical issues (softhnical issues (softwwarare / hare / hardwdwarare)e)

Questions/Questions/

IssuesIssues
AnsAnswwererss

The eProtein

instrument

doesn’t start

(blank

screen and

no light) - no

power

1. Check it’s plugged in

2. Check the socket is working.

3. Please inform the Nuclera Technical Support team.

WiFi is not

connected

1. Check that there is internet connection through the

ethernet cable using a computer

2. Check that the instrument is connected to the

internet through an ethernet cable.

3. If no experiment is running and the data export has

completed, restart the instrument.

On the

eProtein

Discovery

software, I

Search for the email received from “eProtein Cloud

Software”. You can also contact your administrator or

the Nuclera Technical Support team to reset your

password.



Questions/Questions/

IssuesIssues
AnsAnswwererss

don’t

remember

my

username /

password

On the

Instrument

Software, I

don’t

remember

my

username /

password

Contact your administrator or the Nuclera Technical

Support team

On the

eProtein

Discovery

software, my

username

and

password are

correct but

not

recognised

Contact your administrator or the Nuclera Technical

Support team.

On the

Instrument

Software, my

username

Contact your administrator or the Nuclera Technical

Support team.



Questions/Questions/

IssuesIssues
AnsAnswwererss

and

password are

correct but

not

recognised

The screen

of the

eProtein

Discovery

instrument

is on but not

responding

During the experiment it is possible that the touch-

screen will stop responding. If this happens, the

software is still running in the background. It is possible

to remotely access the instrument desktop from

another computer. Please inform the Nuclera Technical

Support team.

One of the

reservoirs is

not formed

as shown on

the

instrument

For manually topping up reservoirs, draw 1.5 µL to 3 µL

of each desired reagent into a single channel pipette

and load with gentle pressure in each port, holding the

plunger for about 30 sec to 1 min. Once the fluid

connection from the port is made to the existing liquid,

wait until the reservoir is fully formed and gently

remove the pipette tip from the hole.

It looks like

my reagents

merged

together on

the

cartridge.

Depending on which reagents, it is likely that the results

of the experiment will be compromised. It is up to the

user whether they wish to continue the experiment at

this point or to abort the run. Please inform the Nuclera

Technical Support team.

Reagent If a given port is not filled with base fluid, the most



Questions/Questions/

IssuesIssues
AnsAnswwererss

port not

filled with

base fluid

common reason is that there is an air bubble blocking

the base fluid flow. This can be

easily fixed

by removing

the bubble

with a

single-

channel

pipette tip



ePePrrototein Discein Discoovverery™y™
SySyststem - Cloud-Enabledem - Cloud-Enabled
- Membr- Membrane Pane Prrototeinein
WWororkflokfloww

� Download Page as PDF

GenerGeneral infal inforormationmation

eProtein Discovery™ is the only end-to-end protein screening system that

accelerates construct design, expression, solubility characterization and

purification of target proteins. Accelerating your journey to soluble, purified

protein.

• Rapid protein screening enables progress by allowing scientists to gain

awareness quickly about which proteins – and which variations of a

protein – will work.

• Simultaneously screen multiple constructs and protein expression

conditions for soluble expression, and then scale up to micrograms of

recombinant protein off cartridge to test in your applications.

• Explore diverse DNA constructs and screen various protein mimetics to

identify the optimal combination for producing purified, stable

membrane proteins..

Instrument:Instrument: With the eProtein Discovery™ System, you can draw a

https://res.cloudinary.com/df4tgmvzg/raw/upload/eprotein-discovery-system-cloud-connected.pdf


straight line from theory to reality, allowing you to test hypotheses more

efficiently and focus on promising targets. The eProtein Discovery™

instrument puts rapid protein screening on your benchtop. Designed

for all levels of scientist, it streamlines your workflow and grants you the

ability to identify optimal DNA constructs, test expression feasibility

earlier, and pursue targets with confidence. Fail fast, succeed faster!

SoftSoftwwarare:e: eProtein Discovery™ software simplifies a complex multivariate

experimental design. The software sets up and simultaneously tracks 88

different combinations of DNA sequences, flank pairs and expression

reagent reactions performed on eProtein Discovery™ system. AI performs

highly rigorous QA checks during an experiment to ensure data quality and

consistency. Informative reports are then generated and exported that you

can share with your team and beyond.

CCarartrtridge:idge: Powered by digital microfluidic technology, software controlled

digital signals guide the movement of droplets on the eProtein Discovery™

Cartridge surface to enable splitting, dispensing and merging of biological

reagents. Pipette DNA, cell free expression reagents and purification

solutions on the Cartridge and the technology will automate the rest. Gain

precise control of your eGene™ constructs and reagents to screen and

discover optimal expressing conditions within 24 hours, accelerating target

selection. A simple set-up allows anyone to run the system with minimal

training.

ReReagents:agents: The reagents within the eProtein Discovery™ system allow you to

optimize protein obtainability by characterizing and purifying different

combinations of DNA constructs and expression conditions. Our system will

screen and purify 96 different combinations in 22 hours for you to select the

optimal conditions to scale up and get protein.

Our eProtein Discovery™ software will guide you in creating the panel of



DNA constructs and reagents to power your experiment. Our complete

reagent package includes design and ordering of DNA, simplifying your

workflow.



ePePrrototein Discein Discoovverery Membry Membrane Pane Prrototein wein wororkflokfloww





ePePrrototein Discein Discoovverery Bundley Bundle

EEquipmentquipment

DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

eProtein

Discovery

Instrument

1 unit
Room

Temperature
N1001

CCarartrtridge Kiidge Kit NCt NC3006 - C3006 - Consumablesonsumables

DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

eProtein

Discovery

Cartridge

1 unit
Room

Temperature
NC3006

Base Fluid 1 unit
Room

Temperature
NC3007



CCarartrtridge Reidge Reagent Kiagent Kit: Membrt: Membrane Pane Prrototein -80ein -80°°C rC reeagents - NCagents - NC3013-3013-1 (pur1 (purpleple
strstripe on label)ipe on label)

DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

TTubeube

RefRefererencencee

IDID

Cell Free Core

Reagent
160 µL -80°C SC3-01

Blank Buffer 150 µL -80°C SC3-02

Detector

Protein*
75 µL -80°C SC3-03

Universal

Control*
20 µL -80°C SC3-04

Expression

Control*
20 µL -80°C SC3-06

Wash Buffer* 3 mL -80°C SU2-02

Elution

Buffer*
300 µL -80°C Su2-03

Additive

Buffer*
50 µL -80°C SC3-10

PDI/GSSG 50 µL -80°C SC3-11



DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

TTubeube

RefRefererencencee

IDID

Mix*

TRXB1* 50 µL -80°C SC3-12

DnaK Mix* 50 µL -80°C SC3-13

Zinc Chloride 50 µL -80°C SC3-14

Calcium

Chloride
50 µL -80°C SC3-15

Manganese

Chloride
50 µL -80°C SC3-16

Cofactor Mix* 50 µL -80°C SC3-17

GSSG* 50 µL -80°C SC3-18

3C protease* 50 µL -80°C SC3-19

Reagents must be used before the expiration date indicated on the kit box.

* Single use reagent that cannot be freeze/thawed multiple times.



CCarartrtridge Reidge Reagent Kiagent Kit: Membrt: Membrane Pane Prrototein +ein +44°°C rC reeagent - NCagent - NC3013-3013-22

DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

TTubeube

RefRefererencence IDe ID

Strep

Beads

2x 200

µL
+4°C NC3010-2

User supplied rUser supplied reeagentsagents

• 5 nM eGene constructs (DNA), or 100 nM Circular eGene stored at -80°C,

generated using the Nuclera eGene Prep kit NC3008 or NC3009

User supplied equipmentUser supplied equipment

• Magnetic particle separator (compatible with 1.5 mL microcentrifuge

tubes)

• Vortexer

• Microcentrifuge

• 1.5 mL microcentrifuge tubes

• 2-20 µL 8-channel pipette

• 2-20 µL single-channel pipette

• 200 µL compatible tips

IMPORIMPORTTANT NOANT NOTETE



We recommend using a manual multichannel pipette. However, if you

do not have a manual multichannel pipette and/or prefer to use an

electronic pipette, the electronic pipette must be configured correctly

for use with the eProtein Discovery System. Improper use of electronic

pipette can result in the introduction of air bubbles during loading and

can lead to a run failure. If using electronic pipette, the following

settings must be enabled:

1. Disable blowout/purge function

2. Avoid high speed aspiration

3. Avoid high speed dispensing

Please contact Technical Support (techsupport@nuclera.com) for

any questions. Any run errors resulting from improper use of

electronic pipettes are the responsibility of the user.

PPrrototein Vein Varariant Criant Creeationation

The purpose of this guide is to describe a guided approach for designing

protein variants, mutants, and truncated sequences.

Support users in generating variants of their protein to test on the eProtein

Discovery platform and increase their chances to get quickly soluble,

functional protein to use downstream in their project.

SummarSummary - A sty - A stepepwise guided method fwise guided method for vor varariant criant creeationation

▷ StStep 1 - Identifep 1 - Identify Reley Relevvant UniPant UniPrrot IDot ID

Use sequence alignment (POI sequence) or direct UniProtID input to

identify the starting protein sequence and/or several close protein family

members - for example isoforms and splice variants. Annotate each starting

sequence with all required metadata.

mailto:techsupport@nuclera.com


▷ StStep 2 - Selecep 2 - Select Ct Candidatandidateses

Filter isoforms, align them and flag functional or structural domains of

interest. Our Cloud Software uses AlphaFold to instantly visualize 3D

structures, identify key regions for truncation or mutation, and screen

variants for soluble expression.

▷ StStep 3 - Ruleep 3 - Rule-b-based Sequencased Sequence Ee Ediditing Iting I

Apply simple rule based editing for each input Candidate. Depending on

the domains present, each input Candidate sequence should generate

several “virtual” constructs.

▷ StStep 4 - Rule Based Sequencep 4 - Rule Based Sequence Ee Ediditing II - Tting II - Tererminal truncationsminal truncations

Apply simple rule based editing for each input Candidate. Consider

modifications around functional domains of interest, for example removing

disordered or unnecessary domains.

▷ StStep 5 - Checep 5 - Check fk for other kor other knonown stwn stable domains (NMR, Xable domains (NMR, X-R-Raay)y)

Identify other important regions and create relevant variants.

▷ StStep 6 - Cep 6 - Compile final list of vompile final list of varariant Ciant Candidatandidates fes for a POIor a POI

DetDetails - A stails - A stepepwise guided method fwise guided method for vor varariant criant creeationation

StStepep TiTitletle InputInput OutputOutput OperOperationsations

1

Identify

Relevant

Uniprot ID

Sequence

or Uniprot

ID

Annotated

Uniprot

sequences

• Identify

relevant

isoform,

canonical

isoforms,

orthologs,



StStepep TiTitletle InputInput OutputOutput OperOperationsations

align.

• Identify

critical

domains,

Uniprot,

Expasy

(Structural,

functional,

etc.)

2

Select

Initial

Candidates

Annotated

Uniprot

sequences

Isoforms and

important

domains

flagged

• Identify

relevant

isoforms,

canonical iso

forms,

orthologs,

align

• Identify

critical

domains,

Uniprot,

Expasy

(Structural,

functional,

etc.)

3 Combine Seqs from List of input Combine lists 1



StStepep TiTitletle InputInput OutputOutput OperOperationsations

starting list
steps 1 and

2
Candidates and 2

4

Rule-based

SequenceE

diting I -

identify

domains of

interest

List of

input

Candidates

List of Child

Candidates 1

Edited

sequences

named

appropriately

- rules

applied see

operations.

A Child

Candidate is a

sequence

derived from

an Initial

Candidate by

applying

Rule-based

Editing - Step

4

If present remove

signal peptide

from N-terminus If

present remove

pro-peptide from

N-terminus or C-

terminus

5

Rule Based

Sequence

Editing II -

truncations

List of

input

candidates

(Step 3)

• Consider N-

terminal

truncation to

leave the



StStepep TiTitletle InputInput OutputOutput OperOperationsations

+

List of

Child

Candidates

(step 4)

domain of

interest. Users

may add up to

10 aa

upstream.

• Consider C-

terminal

truncation to

leave the

domain of

interest. Users

may add up to

10 aa

downstream.

• Consider both

N- and C-

terminal

truncations to

leave the

domain of

interest. Users

may add up to

10 aa

upstream or

downstream.

• Consider

truncating to



StStepep TiTitletle InputInput OutputOutput OperOperationsations

remove

disordered

regions

around

functional

domain of

interest

• If available use

structure

information

(X-ray, NMR,

AlphaFold) to

guide

truncation

sites

6

Compile

final

Screening

Candidates

List of

input

candidates

(Step 3)

+

List of

Child

Candidates

(step 4)

+

List of

• Consider your

downstream

needs (e.g.

activity assay,

binding assay,

structural

investigation)

• Consider your

cartridge

format (e.g. a



StStepep TiTitletle InputInput OutputOutput OperOperationsations

Child

Candidates

(step 5)

FlexiVariant™

or Solubility

tag screen

• Consider your

cartridge

budget (e.g.

do you plan

on running

one or more

cartridges

within this

campaign)

• Consider

Alphafold

scoring results

AAddidditivtive Selece Selection Guidetion Guide

Cell-free expression conditions, termed Cell-free Blends, consist of a Cell-

free Core reagent supplemented with two additives tailored towards your

protein of interest. Nuclera provides standard additives within the Cartridge

Reagent Kit (NC3013), but custom additives can also be introduced,

provided they are compatible with the system (see [Chemical Compatibility

List at https://info.nuclera.com/manual-custom-additives-chemical-

compatibility-list.html]).

For membrane proteins, one stabilizing custom additive (e.g., a nanodisc,

https://info.nuclera.com/manual-custom-additives-chemical-compatibility-list.html
https://info.nuclera.com/manual-custom-additives-chemical-compatibility-list.html


which mimics lipid bilayers to support proper folding and function) should

be selected, along with either an additional additive from Nuclera's

standard additive panel or another compatible custom additive.

If the membrane protein is required for immunization, select the

appropriate species. If not, Human should be used. Alternative nanodiscs

not listed can also be screened, but please consult our Chemical

Compatibility guide or contact our technical support team at

techsupport@nuclera.com for guidance.

A quicA quick guide tk guide to seleco selecting nanodiscs tting nanodiscs to scro screeneen

StStep 1: Selecep 1: Select a membrt a membrane scafane scafffold prold prototeins.eins.

StStep 2: Selecep 2: Select bett betwween optional teen optional tags.ags.

• His-tagged or untagged membrane scaffold proteins for ease of

purification if assembling own nanodiscs.

• Preassembled nanodiscs with biotin labeled phospholipids for SPR.

mailto:techsupport@nuclera.com


StStep 3: Selecep 3: Select a phospholipid.t a phospholipid.

StStep 4ep 4: F: Folloollowing nanodisc selecwing nanodisc selection, a section, a second addiond additivtive fre from Nucom Nuclerleraa’’ss

ststandarandard addid additivtive pe panel or franel or from a custom a custom addiom additivtive ce chosen frhosen from theom the

Chemical CChemical Compompatibiliatibilitty Guide can be cy Guide can be chosen.hosen.

The additives supplied in the Cartridge Reagent Kit NC3013 and their

descriptions are listed in Table 1.

AAddidditivtivee
AAddidditivtivee

DescrDescriptioniption
AAddidditivtive Chare Characacttereristicsistics

Additive

Buffer

HEPES buffer pH

7.5 and

surfactant

CFPS reaction buffer, dilution

normalization

PDI + GSSG Protein disulfide Chaperone and redox modification



AAddidditivtivee
AAddidditivtivee

DescrDescriptioniption
AAddidditivtive Chare Characacttereristicsistics

Mix

isomerase and

oxidized

glutathione

to oxidizing environment to support

disulfide bond formation

TrxB1
Thioredoxin

reductase

Protects proteins from oxidative

aggregation and inactivation and

acts as a reductase in redox

regulation

DnaK Mix Chaperone
DnaK mix Chaperone mix to support

folding and prevent aggregation

Zinc

chloride

Zinc chloride

solution

Cofactor that can be required for

folding, stability, or activity

Calcium

chloride

Calcium chloride

solution

Cofactor that can be required for

compaction, folding, stabilization, or

activity

Manganese

chloride

Manganese

chloride solution

Cofactor for metalloenzymes for

structure and activity

Cofactor

Mix

Mix of NAD,

acetyl CoA, FAD,

SAM, and PLP

Cofactors that assist in folding,

stability and activity

GSSG Oxidized Redox modification to oxidizing



AAddidditivtivee
AAddidditivtivee

DescrDescriptioniption
AAddidditivtive Chare Characacttereristicsistics

glutathione environment

3C

protease

3C protease

solution

Protease to cleave off the N-terminal

solubility tag at the specific

aminoacid sequence (LEVLFQ/GP)

TTable 1: List of Aable 1: List of Addidditivtives supplied in the Ces supplied in the Carartrtridge Reidge Reagent Kiagent Kit NCt NC30103010..

ePePrrototein Discein Discoovverery Cloud Softy Cloud Softwwararee

IntIntended Useended Use

The eProtein Discovery Cloud Software, Nuclera’s cloud-based software,

supports the user in the design and execution of combinatorial protein

expression experiments on the eProtein Discovery system.

SoftSoftwwarare Update Updateses

▷ Automatic software updates are carried out when instrument is on and

not in use with a message displayed on screen.

▷ If needed, automatic update settings and scheduling can be changed in

the settings of the instrument (accessible from the side menu). It is

recommended to check the time zone is correctly selected.

On our fullOn our fully inty integregratated ePed ePrrototein Discein Discoovverery syy syststem the user can rem the user can rececorord:d:

▷ Sequences of interest.

▷ Constructs compatible with the Nuclera technology.

▷ Recipes for construct expression and scale-up.

▷ Record a specific eGene construct (DNA) containing the sequences of the



proteins of interest and the selection of the eProtein expression conditions.

For the design of protein variants, mutants, and truncated sequences, it is

recommended to follow the eProtein Discovery Guide for Protein Variant

Creation.

IntIntended Tended Tararget User Grget User Groupoup

The eProtein Discovery Cloud Software is intended to be used by staff

trained to run experiments on the eProtein Discovery Instrument.

HoHow tw to aco acccess yess your serour servicvicee

SoftSoftwwarare Require Requirements:ements:

Our cloud software works on major browsers (other browsers may also

work), without the need to download or install additional packages:

▷ Google Chrome

▷ Mozilla Firefox

▷ Microsoft Edge

FFor cor cororrrecect behat behavior in ePvior in ePrrototein Discein Discoovverery Cloud acy Cloud acccountount, c, checheck thek the

ffolloollowing:wing:

▷ Make sure cookies are enabled in the browser so all parts of our

application work as expected.

▷ JavaScript must be enabled in the browser.

▷ It is recommended to set the screen resolution to 1024 x 768 or higher ▷

Check the web browser for add-ons. In some cases, browser add-ons,

extensions, ad blockers, or plugins can interfere with our application’s

functionality.

▷ If you encounter problems consider disabling these extras or try a browser

without them.



RequirRequired Files and Oed Files and Other Infther Inforormationmation

Files and infFiles and inforormation needed fmation needed for the analor the analyysis:sis:

▷ A valid amino acid sequence copied as text or a valid DNA sequence

copied as text.

StSteps feps for Aor Accccessess

The fThe folloollowing stwing steps areps are re requirequired ted to aco acccess our seress our servicvicee

1. The first Administrator user is created by Nuclera.

2. The administrator user will log in to the system and create projects.

3. The administrator user can invite other users and assign them to

projects.

4. Non-administrator users will add their details, create password and an

instrument access pin at first log in.

5. The admin users can give other users administrator privileges.

6. The admin users can deactivate non-administrator users.

7. After first login users can register proteins and create experiments in

their projects

Steps 1-3 are required for first time login. Step 4 is self-service for all users.

Steps 6-7 are part of everyday activity on the platform. Steps 2, 3, & 7 are

described in detailed below.

AAdd a nedd a new user - Aw user - Administrdministratatoror

1. From the Manage Users page click the [In[Invivitte]e] button.

2. Fill the email address of the invitee and click [Send][Send].

3. The invitee will receive an email with instructions.



Set up a prSet up a proojecject - At - Administrdministratatoror

In the eProtein Discovery Cloud Software portal, users can create a new

project or select from an existing project.

To select an existing project, click on one of the existing projects listed on

the screen. To create a new project, click on the [Ne[New Pw Prroojecject]t] button

located on the top right corner of the screen.



RegistRegister a prer a prototein sequencein sequence - Ane - Any usery user

Once a project is created, you can navigate through it.

1. Select the [P[Prrototeins]eins] tab and click the [[+ Ne+ New Pw Prrototein]ein] button.

Bulk protein sequences can be imported from a FASTA file by clicking

on the [[+ Impor+ Import Pt Prrototeins]eins] button. This feature is particularly beneficial

for users looking to import 24 sequences or more at once.

For more information about the "Impor"Import Pt Prrototeins"eins" feature, click on the i blue

symbol

2. Add a name for your sequence and a reference ID (optional). Select the

labels that apply to your protein and add any notes. Select the type of

sequence you are submitting, amino acid or DNA. Copy and paste the

amino acid or a DNA sequence into the input box. Click on [Chec[Checkk



CCompompatibiliatibilitty]y] and wait until all the tests have been performed.

3. If you have uploaded an amino acid sequence, the sequence will be

codon optimized and converted to a compatible DNA sequence.

Adaptor sequences will also be added to the 5’ and 3’ end. These

adaptor sequences will serve as primer annealing points during the

PCR reaction to expand each construct with the appropriate fusion

tags.

4. The software will perform DNA sequence compatibility checks to ensure

that there are no conflicting sequences that can impact DNA synthesis.

5. Protein expression compatibility checks will also be performed in the

background to detect transmembrane domains, disorder regions or the

presence of start and stop codons. If any expression incompatibility is

detected, a warning signal will be displayed. Users can still proceed at

risk or return to modify the sequence.

6. If you are happy with the sequence, press the [Finalize protein] button

located at the top right corner of the screen.



7. Once finalized, the protein name or DNA sequence cannot be modified.

8. The translated DNA sequence can be copied and gene fragment

ordered from Nuclera’s recommended DNA synthesis vendor.

Design an eDesign an experxperiment - Animent - Any usery user

EExprxpression Scression Screeneen

1. After registering your protein(s), you can move forward to design your

experiment.

2. Select the Experiments tab and click on the [Design Ne[Design New Ew Experxperiment]iment]

button.



3. Enter the name of the new experiment, add a short text description and

select the workflow for MembrMembrane Pane Prrototein Screin Screeneen. Click the activated

[Cr[Creeatate Ee Experxperiment]iment] button



NONOTETE

If the version of the Workflow is not compatible with the current

version of the Instrument Software, a warning message is displayed,

inviting the user to update the Instrument Software.

NotNotee On the instrument, an incompatible experiment will appear with

a warning sign inviting the user to update the Instrument software."

4. Select 11 DNA constructs to assign to a cartridge. Once a desired

number of constructs are selected, click on [Ne[Next]xt].

NotNote:e: You can load the same construct (duplicate) in two ports if

required by your experimental design.

5. Select expression conditions by adding two additives to the Cell-free

Core Reagent – The “Additive selection guide” sections of this

document will help you to make your selection. If you are undecided on

the additive combinations to use, please reach out to Technical Support.

Click [Ne[Next]xt] to proceed.

The eProtein Discovery™ system provides the flexibility to incorporate



custom additives into expression and purification workflows, enabling users

to tailor conditions for unique protein targets. To ensure optimal

performance and minimize risks, please consult the Chemical Compatibility

List at (https://info.nuclera.com/manual-custom-additives-chemical-

compatibility-list.html), which provides detailed guidelines on compatible

additives and their maximum allowed concentration. This resource serves

as a valuable reference to help you achieve optimal results when working

with custom additives. Refer to this before experimenting with custom

additives or contact Technical Support if you require more guidance.

NONOTETE

An additive can be selected twice to enhance a specific condition.

If using an additive that is included in our standards Cartridge Reagent

Kit, use the dropdown menu to select ADD01, 02, 03 etc to distinguish

between different type of nanodisc.

6. All samples and reagents are now assigned to a specific port on the

cartridge.

https://info.nuclera.com/manual-custom-additives-chemical-compatibility-list.html
https://info.nuclera.com/manual-custom-additives-chemical-compatibility-list.html


7. Review & Correct sample allocation – In the final step you have the

opportunity to inspect and potentially change port location for DNA

samples and Cell-free Blends. Drag & drop in the interactive cartridge

map or use the port menu available to every sample. Press the [Ne[Next]xt]

button to proceed.



8. Press the [Finaliz[Finalize]e] button to proceed. This will prompt to a checklist to

make sure everything is ready for the experiment.

notnote:e: Once finalized, the experimental design cannot be changed.

Your experiment is now available on the instrument.

9. A summary of your experiment is now available. You can toggle and

review the various aspects of your experiments by selecting the Design

tab and clicking any of the [thr[three gree green ceen cirirccles]les] in the design page.



PPrrepepararation of the ePation of the ePrrototein Discein Discoovvereryy
rreeagentsagents

The preparation of the reagents takes about 1 hour.

CConneconnect the vial of bt the vial of base fluid tase fluid to the pump moduleo the pump module

▷ In anticipation of starting a new experiment, take a fresh vial of base fluid,

open it, and connect it to the left holder on the eProtein Discovery

instrument pump module (Figures 3 and 4).

IMPORIMPORTTANT NOANT NOTETE

It is important to equilibrate the base fluid with the lab atmosphere

prior to use. This is to prevent outgassing of the base fluid during the

run, as air bubbles can interfere with the droplet movement. WWee

rrececommend atommend atttacaching the bhing the base fluid tase fluid to the instrument the dao the instrument the day befy befororee

yyou will perfou will perfororm the run. An acm the run. An acccepteptable alable altterernativnative is te is to incubo incubatate thee the



uncapped buncapped base fluid at 30ase fluid at 30°°C / 86C / 86°F f°F for 1 houror 1 hour.

▷ Connect the waste container, empty, to the right holder of the pump

module (Figures 3 and 4).

FigurFigure 3: Ve 3: Vial of bial of base fluid and the wase fluid and the wastaste ce contontainer cainer conneconnectted ted to the pump as shoo the pump as shown on thewn on the

scrscreeneen



[1] [2]

FigurFigure 4e 4: C: Conneconnection of the empttion of the empty wy wastaste ce contontainer [ainer [1] and the vial of b1] and the vial of base fluid [2] tase fluid [2] to theo the

pumppump

PPrrepeparare the tre the transfansfer plater platee

After connecting the base fluid to the holder on the instrument, take all the

reagents out of the freezer.

The eProtein Discovery reagents need to be prepared and loaded onto a 96

well transfer plate following the layout and volumes in Figure 5 and Table 2.

NotNote:e: It is critical to follow this layout exactly because it determines how the

reagents are dispensed in the eProtein Discovery cartridge.

NotNote:e: If a eGene construct is missing it must be substituted with 5 µL of

Blank Buffer.



IMPORIMPORTTANT NOANT NOTETE

Do not substitute a missing eGene construct with water.

FigurFigure 5: Te 5: Trransfansfer plater plate lae layyoutout

ReReagentagent VVolume (µL)olume (µL)

eGene construct 5

Controls: Blank Buffer, Universal Control (Univ. Ctrl),

Expression Control (Exp Ctrl)
10

Cell-free Blend (CFB): Cell-free Core Reagent + Additive 20 (16+2+2)



ReReagentagent VVolume (µL)olume (µL)

1 + Additive 2

Wash Buffer (Wash Buffer) 16

Elution Buffer (Elut. Buffer)
10 µL B7, 16 µL

in C1,2,3

Detector Protein (Det. Prot.) 16

TTable 2: Reable 2: Reagents and vagents and volumes tolumes to loo load on the trad on the transfansfer plater platee

1.1.TTakake the Stre the Strep Beep Beads frads from the from the fridge and the Cidge and the Carartrtridge Kiidge Kit rt reeagents (boagents (boxx

wiwith the purth the purple strple stripe on the label) fripe on the label) from the -80om the -80°°C frC freeeezzerer..



22.Plac.Place an empte an empty 96y 96--wwell trell transfansfer plater plate on ice on ice.e.

Apply the transfer plate sticker provided in the Cartridge Reagent kit and

place the 96 well plate on ice.

NONOTETE

The transfer plate should be kept on ice until the transfer of reagents to

the Cartridge.

Ensure you prepare the Cell-free Blends last.

Be careful not to introduce any ice into the wells



3. eGene c3. eGene construconstructs (DNA)ts (DNA)

Take the vials or the plates with the eGene constructs made in advance

using the eGene Prep Kit out of the freezer and thaw on the benchtop at

room temperature. This takes approximately 15 minutes.

NotNote:e: the vials or the plates should be centrifuged for a few seconds to

ensure all the liquid is at the bottom of the wells.

For every eGene, load 5 µL into the selected well:

▷ A1 to A6

▷ B1 to B5

NotNote:e: It is critical to load the eGene constructs onto the transfer plate in the

exact order that they have been finalized in the experiment planned in the

eProtein Discovery Cloud Software.

44. eP. ePrrototein Discein Discoovverery pury puriification rfication reeagentsagents

Thaw the Wash Buffer and the Elution Buffer on the benchtop at room

temperature. This will take about 20 minutes.

▷ Load 16 µL of Wash Buffer into wells D10, E10 and F10

▷ Load 16 µL of Elution Buffer into wells C1, C2, C3

▷ Load 10 µL of Elution Buffer into well B7

5. eP5. ePrrototein Discein Discoovverery cy controntrolsols

From the kit kept at -80°C, take the controls out and thaw them on ice.

▷ Load 10 µL of Blank Buffer into wells A7 and B8.

▷ Load 10 µL of Universal Control into well A8.

▷ Load 10 µL of Expression Control into well B6

66. Str. Strep Purep Puriification Befication Beadsads

Strep Purification Beads are provided in 2x 200 µL aliquots of 5% v/v

suspension – To prepare the Strep Beads:

1. Take the 2x vials of Strep Beads from the fridge and give them a quick



spin for 2 seconds in a microcentrifuge to ensure all material is collected

at the bottom of the tubes.

2. Resuspend the beads by gently pipetting up and down 10 times with a

p200 pipette set on 90 µL.

3. Transfer 3x 90µL (2x 90 from one tube and 1x 90 from the second tube)

of the resuspended beads into a 3x 1.5 mL tubes. Beads settle quickly -

be sure to resuspend between aliquots. Discard the rest only after the

experiment starts, in case more volume is required.

4. Place the three tubes with Strep Beads on a magnetic particle

separator and capture for 1 min.

5. Remove all the supernatant with a p200 pipette and discard the liquid.

6. Remove the three tubes with Strep Beads from the magnetic particle

separator. Resuspend the beads in 100 µL Wash Buffer by slowly

pipetting up and down 10 times.

7. Repeat steps 4 to 6 twice more for a total of three washes.

8. After the third wash, spin down the three tubes and place it back on a

magnetic particle separator and capture for 1 min.

9. Remove all the supernatant with a p200 pipette and discard the liquid.

10. Spin down the tube, place it back on a magnetic particle separator and

remove the residual buffer with a p20 pipette.

11. With a p20 pipette, resuspend the beads in the three tubes with 10.5 µL

of Wash Buffer by gently pipetting up and down 10 times to create

three beads solutions of 15 µL at 30% v/v Strep Beads working solution

12. Keep the beads in the tube on the bench, not on ice.

NotNote:e: The beads should NOT be loaded onto the transfer plate.

77. Det. Detececttor Por Prrototeinein

Spin down the tubes for 2 seconds to collect the full volume at the bottom.

Load 16 µL of Detector Protein into wells C4, C5, C6 and C7 of the transfer

plate as instructed on transfer plate label.



88. P. Prrepepararation of the Cation of the Cell-frell-free Blendsee Blends

For each expression screening experiment, up to eight distinct 20 µL Cell-

free Blends can be prepared by combining 16 µL of Cell-free Core Reagent

with 2 µL of a first additive and 2 µL of a second additive. If fewer

combinations are used, fill the remaining wells of Column 12 of the transfer

plate using 16 µL of Cell-free core + 4 µL of Additive Buffer.

NONOTETE

The total volume of blend should always be 20 µL final.

Ensure that the Cell-free blend is thoroughly resuspended by pipetting

up and down from near the bottom.

1. Thaw Cell-free Core Reagents and Additives on ice

2. Once the Cell-free Core reagents and Additives are thawed, vortex each

for 2 seconds to ensure they are well mixed.

3. Centrifuge for 2 seconds the Cell-free Core reagents and Additives using

a microcentrifuge to return any droplets to the bulk aliquot.

4. Add 16 µL of Cell-free Core reagent to wells A12-H12.

5. Add 2 µL of your first selected additive to wells A12-H12.

6. Add 2 µL of your second selected additive to wells A12-H12.

NONOTETE

It is critical to load the Cell-free Blends onto the transfer plate in the

exact order that they have been finalized in the experiment planned in

the eProtein Discovery Cloud Software.

Ensure the Cell-free Blend is thoroughly resuspended with the chosen

additives by pipetting up and down near the bottom of the tube,

making sure that any viscous components are fully mixed.



Set up the eSet up the experxperiment on the instrumentiment on the instrument

LLog in and selecog in and select the et the experxperimentiment

1. Press the [P[Poowwer Ser Swiwittcch]h] to activate the Instrument power-up,

initialization and self-test sequence.

2. Log into the instrument software by selecting the user and entering

PIN (Figure 6a and 6b).

FigurFigure 6a: User ace 6a: User acccounts on the instrument softounts on the instrument softwwararee



FigurFigure 6b: Pe 6b: PIN IntIN Interferfacacee

3. On the instrument software, select an experiment you set up on

eProtein Discovery (Figure 7).



FigurFigure 7e 7: Instrument soft: Instrument softwwarare we welcelcome pome page wiage with the list of finalizth the list of finalized eed experxperimentsiments

4. Read the BefBeforore ye you prou prococeedeed section and press the [Ne[Next]xt] button

(Figure 8).



FigurFigure 8: Instrument softe 8: Instrument softwwarare we welcelcome pome page wiage with the list of finalizth the list of finalized eed experxperimentsiments

5. Go through and tick the checklist, and press the [Ne[Next]xt] button (Figure

9). The drawer will open.



FigurFigure 9: Le 9: Looading of the carading of the cartrtridge on the ePidge on the ePrrototein Discein Discoovverery instrumenty instrument..

6. Unpack and load a cartridge as shown on the screen of the eProtein

Discovery instrument

7. Place the cover on the cartridge, avoid touching the electrical

connectors, and press the [Ne[Next]xt] button (Figure 10).



FigurFigure 10: Chece 10: Checklist scrklist screen befeen beforore the ee the experxperiment stiment stararts.ts.

NotNote:e: keep the cartridge packaging to dispose of the cartridge after use.

8. Keep cover on the cartridge. Markings on the cover will guide you

through the loading process.

Set up the pump on the instrumentSet up the pump on the instrument

FFolloollow the on-scrw the on-screen instruceen instructions ttions to co completomplete the ee the experxperimentiment..

▷ These instructions will guide you in operating the eProtein Discovery

instrument and completing an experiment on the instrument.

▷ The instructions must be followed in the order shown on the screen.

▷ You can navigate forward and back through the steps using the buttons

at the top.

▷ You can scroll up and down using the arrows at the bottom right of the

screen when shown or with your fingers.



NotNote:e: once you start the experiment, the back button on the instrument will

be disabled.

1. On the right hand side of the instrument, ensure the tubings for the

integrated pump are placed in the tubes holder, and press the [Ne[Next]xt]

button (Figure 11).

FigurFigure 11: Ve 11: Vereriification scrfication screen that the tubings feen that the tubings for the intor the integregratated pump ared pump are place placed in theed in the

tubing holdertubing holder..

2. Ensure the vial of base fluid and the waste container have been

connected to the pump located on the right hand side of the

instrument. Press the [Ne[Next]xt] button (Figures 12).



FigurFigure 12: Ve 12: Vial of bial of base fluid and the wase fluid and the wastaste ce contontainer cainer conneconnectted ted to the pump as shoo the pump as shown onwn on

the scrthe screeneen

Filling the carFilling the cartrtridge wiidge with bth base fluidase fluid

1. With the tubes and containers in place, ensure that some of the base

fluid has dripped into the waste container (Figure 13).



FigurFigure 13: Pe 13: Prriming the pump tubes wiiming the pump tubes with bth base fluidase fluid

2. Remove the tube connectors from the holder, connect them tightly to

the corner ports X2 and X3 of the cartridge, and press the [Ne[Next]xt] button

(Figure 14). Either connector can be interchangeably inserted into

corner port X2 or X3.



FigurFigure 14e 14: Inspec: Inspection that all the portion that all the ports on the carts on the cartrtridge aridge are filled wie filled with bth base fluidase fluid

3. After the base fluid has loaded, inspect the cartridge for air bubbles

that may have been introduced during the priming with base fluid.

If any air bubbles persist after base fluid priming, use a single-channel

p200 pipette to aspirate the air bubbles from the nearest port and

slowly reinject the base fluid that was aspirated into a corner port (X1 or

X4). Press the [Ne[Next]xt] button (Figure 15).



FigurFigure 15: Ce 15: Conneconnection of the pump tubes ttion of the pump tubes to the caro the cartrtridgeidge

4. Inspect the ports on the cartridge after the priming with base fluid is

complete. Ensure all the ports are filled and press the [Ne[Next]xt] button

(Figure 16).



FigurFigure 16: Ce 16: Confironfirm that all the porm that all the ports on the carts on the cartrtridge aridge are filled wie filled with bth base fluidase fluid

5. Remove the cartridge cover if used during the loading (Figure 17)



FigurFigure 17e 17:Remo:Removve care cartrtridge cidge coovverer

LLooad the rad the reeagents on the caragents on the cartrtridgeidge

Tips fTips for a perfor a perfecect lot loading:ading:

▷ Follow the on-screen instructions that will guide you in loading the

reagents.

▷ The loading of the reagents should be done using an 8-channel pipette.

▷ To facilitate the pipetting of the reagents, the transfer plate can be moved

from the ice bucket to the bench.

▷ Check the plate for the presence of air bubbles. Air bubbles can be

removed by spinning the plate in a swing rotor centrifuge for about 10

seconds. Seal the plate before using a plate centrifuge

▷ After aspirating the reagents, make sure that all pipette tips are filled

evenly, and contain no air bubbles.

▷ Ensure the pipette tips are positioned just below the surface of the base



fluid, away from the sides and bottom of the port. Dispense slowly until the

first stop of the pipette is reached. Do not insert the pipette tip directly into

the base of port.

▷ Do not engage the pipette tips fully into the ports, the tip ends should not

touch the bottom of the ports while dispensing the reagents (Figure 17).

NONOTETE

▷ Do not pDo not pass the firass the first stst stopop as it would release air bubbles

FigurFigure 17e 17: F: For cor cororrrecect rt reeagent loagent loading the pipetading the pipettte tip is immere tip is immersed in the bsed in the base fluid and notase fluid and not

ttoucouching the bothing the botttom of the porom of the portt

LLooad rad reeagentsagents

1. Re1. Reagents - ragents - roow Aw A::

▷ Load x8 fresh p20 pipette tips and aspirate 3 µL of the reagents from the

transfer plate wells A1-A8 into ports A1-A8 of the cartridge (Figure 21).



▷ Ensure the pipette tips are positioned just below the surface of the base

fluid, away from the sides and bottom of the port. Dispense slowly until the

first stop of the pipette is reached. Do not insert the pipette tip directly into

the base of port.

▷ Eject the pipette tips into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.

22. Re. Reagents - ragents - roow B:w B:

▷ Load x8 fresh p20 pipette tips and aspirate 3 µL of the reagents from the

transfer plate wells B1-B8 into ports B1-B8 of the cartridge (Figure 21).

▷ Ensure the pipette tips are positioned just below the surface of the base

fluid, away from the sides and bottom of the port. Dispense slowly until the

first stop of the pipette is reached. Do not insert the pipette tip directly into

the base of port.

▷ Eject the pipette tips into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.



3. Re3. Reagents - ragents - roow Cw C::

▷ Load 77xx fresh p20 pipette tips and aspirate 6 µL of the reagents from the

transfer plate wells C1-C7 into ports C1-C7 of the cartridge (Figure 20). DoDo

not use 8 tips as the purnot use 8 tips as the purge of an emptge of an empty tips might cry tips might creeatate air bubbles in thee air bubbles in the

carcartrtridgeidge

▷ Ensure the pipette tips are positioned just below the surface of the base

fluid, away from the sides and bottom of the port. Dispense slowly until the

first stop of the pipette is reached. Do not insert the pipette tip directly into

the base of port.

▷ Eject the pipette tips into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.



44. Re. Reagents - ragents - roow H:w H:

▷ Load 77xx fresh p20 pipette tips and aspirate 6 µL of the reagents from the

transfer plate wells C1-C7 into ports H1-H7 of the cartridge (Figure 20). DoDo

not use 8 tips as the purnot use 8 tips as the purge of an emptge of an empty tips might cry tips might creeatate air bubbles in thee air bubbles in the

carcartrtridgeidge

▷ Ensure the pipette tips are positioned just below the surface of the base

fluid, away from the sides and bottom of the port. Dispense slowly until the

first stop of the pipette is reached. Do not insert the pipette tip directly into

the base of port.

▷ Eject the pipette tips into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.



5. Str5. Strep Purep Puriification Befication Beads - porads - ports Ats A1010--CC10:10:

▷ Using a single-channel P20 pipette, mix the first Strep Purification Beads

tube by gently pipetting up and down 12 times, avoiding air bubbles.

Immediately aspirate 12µL and dispense into port A10 of the cartridge.

Repeat the same process for the second and third tubes, dispensing into

ports B10 and C10, respectively (Figure 22).

IMPORIMPORTTANT NOANT NOTETE

Mix, aspirate, and dispense each tube sequentially to prevent bead

settling and ensure uniform loading in the cartridge.

▷ Ensure the pipette tip is positioned just below the surface of the base

fluid, away from the sides and bottom of the port. Dispense slowly until the

first stop of the pipette is reached. Do not insert the pipette tip directly into

the base of port.

▷ Eject the pipette tip into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.



66. Pur. Puriification Refication Reagents - poragents - ports Dts D1010-F-F10:10:

▷ Aspirate 12 µL of purification reagents from D10-F10 wells of the trasfer

plate and dispense it to column 10 on the cartridge (Figure 23).

▷ Ensure the pipette tips are positioned just below the surface of the base

fluid, away from the sides and bottom of the port. Dispense slowly until the

first stop of the pipette is reached. Do not insert the pipette tip directly into

the base of port.

▷ Eject the pipette tips into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.



77. Re. Reagents - cagents - column 12:olumn 12:

▷ Load 8x fresh p20 pipette tips and **mix the Cell-free Blends in the

transfer plate in column 12 by gently pipetting up and down 12 times. **

IMPORIMPORTTANT NOANT NOTETE

Be careful not to introduce air bubbles in the ports.

Aspirate 12 µL of the Cell-free Blends from the transfer plate wells

▷ Aspirate 12 µL of cell-free blend from the transfer plate wells and dispense

it to column 11 on the cartridge (Figure 22).

▷ Ensure the pipette tips are positioned just below the surface of the base

fluid, away from the sides and bottom of the port. Dispense slowly until the

first stop of the pipette is reached. Do not insert the pipette tip directly into

the base of port.

▷ Eject the pipette tips into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.



88. Re. Reagents - cagents - column 12:olumn 12:

▷ Aspirate 3 µL of cell-free blend from the transfer plate wells and dispense

it to column 12 on the cartridge (Figure 23).

▷ Ensure the pipette tips are positioned just below the surface of the base

fluid, away from the sides and bottom of the port. Dispense slowly until the

first stop of the pipette is reached. Do not insert the pipette tip directly into

the base of port.

▷ Eject the pipette tips into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.



LLooad rad reeagents in the caragents in the cartrtridgeidge

1. Press the [Ne[Next]xt] button to start the aspiration of the base fluid and the

loading of the reagents on the cartridge (Figure 24).



FigurFigure 2e 244: Base fluid aspir: Base fluid aspirationation

2. Disconnect the tubes from the cartridge and place them in the tube

holder on the right hand side of the instrument. Press the [Ne[Next]xt] button

on the screen (Figure 25), and the drawer will close. Quality controls will

be performed. The experiment will start.



FigurFigure 25: Disce 25: Disconneconnect the tubes and plact the tubes and place them on the tube holdere them on the tube holder

AnalAnalyyzze the re the resulesultsts

Instrument softInstrument softwwarare re resulesults scrts screeneen

After completion of the experiment, the results are shown on the

instrument screen. The four best obtainable combinations of eGene and

Cell-free Blend are displayed with the predicted in-tube scale-up yields

(Figure 28). Further analysis can be carried out from the eProtein Discovery

Cloud Software.



FigurFigure 28: Resule 28: Result scrt screen freen from the Instrument Softom the Instrument Softwwararee

ePePrrototein Discein Discoovverery Cloud Softy Cloud Softwwarare re reporeportt

At the end of the experiment a report containing all the information about

the experimental setup is transferred onto the eProtein Discovery Cloud

Software. The upload takes about 15 minutes and during this time the

[Do[Downlownload Reporad Report]t] button at the top right corner of the screen is grayed

out.

NotNote:e: the instrument should not be switched off until the report is

transferred and becomes available on the eProtein Discovery Cloud

Software.

The eThe experxperiment riment reporeport ct contontains:ains:

▷ EExperxperiment videoiment video

The video should be watched to ensure the correct operation of the

instrument and cartridge during the experiment. Any questions or

concerns regarding the operation of the droplets should be directed to the



Nuclera Technical Support team (techsupport@nuclera.com).

▷ PPDF rDF reporeport filet file

The PDF report file is a summary of the experiment setup and the results,

saved in the report folder with the name given to the experiment included

in the file name

▷ CCSV rSV reporeport filet file

The report file is a csv file saved in the report folder with the name given to

the experiment included in the file name. The results for each one of the 88

expressed and purified protein conditions are listed in the csv file. It also

contains the measured values for the controls, the expected range for the

controls, and a PASS/FAIL score if the measured values are within the

expected range.

▷ Blue light images (Blue light images (TIFF images)TIFF images)

Images acquired at the end of expressions and purification. These images

can give the user information about the solubility of the protein.

▷ OOther filesther files

The folder contains additional files that can be used by the Nuclera

Technical Support team for troubleshooting purposes

Finishing the eFinishing the experxperimentiment

1. Remove the cartridge from the instrument drawer by lifting it as shown

on the screen and place it in its original packaging. Press the [Ne[Next]xt]

button (Figure 29).

NotNote:e: there is no need to drain the base fluid out of the cartridge.

mailto:techsupport@nuclera.com


FigurFigure 29: Remoe 29: Removve the care the cartrtridge fridge from the instrumentom the instrument

2. Remove the waste container from the holder, empty its content, and

place it back on the instrument.

3. Remove the vial of base fluid and dispose of it with biohazard sharps

waste container according to local waste disposal rules and regulations.

NotNote:e: Do not reuse consumed cartridges and dispose of any residual

reagents, kits are intended as single use only.

4. Dispose the packaged used cartridge in a biohazard sharps container,

according to local waste disposal rules and regulations.

5. The experiment report is available for download from the eProtein

Discovery Cloud Software.

6. Power down the instrument after use by pressing the [Power off]

button (Figure 30)



FigurFigure 30: Remoe 30: Removve the care the cartrtridge fridge from the instrumentom the instrument



ePePrrototein Discein Discoovverery™y™
SySyststem - Stem - Standaloneandalone

ePePrrototein Discein Discoovverery syy syststemem

� Download Page as PDF

GenerGeneral infal inforormationmation

eProtein Discovery™ is the only end-to-end protein screening system that

accelerates construct design, expression, solubility characterization and

purification of target proteins in drug discovery programs. Accelerating the

journey to your protein.

▷Rapid protein screening accelerates scientific progress by allowing

researchers to quickly determine which proteins and their variants are

optimal for achieving soluble, high yield proteins

▷Simultaneously screen multiple constructs and protein synthesis reagents

for soluble expression, and then scale up to micrograms of recombinant

protein off cartridge to test in your applications.

▷Explore multiple DNA constructs, including solubility tags, polymorphisms

and isoforms on the same cartridge to expand your range of accessible

proteins.

FFour syour syststem cem components. One components. One completomplete pre prototeinein
solution.solution.

Instrument:Instrument: With protein prototyping, you can draw a straight line from

https://res.cloudinary.com/df4tgmvzg/raw/upload/eprotein-discovery-system-standalone.pdf


theory to reality, allowing you to test hypotheses more efficiently and focus

on promising targets. The eProtein Discovery™ instrument puts rapid

protein prototyping on your benchtop.

Designed for all levels of scientist, it streamlines your workflow and grants

you the ability to identify optimal DNA constructs, test expression feasibility

earlier, and pursue targets with confidence. Fail fast, succeed faster!

SoftSoftwwarare:e: eProtein Discovery™ software simplifies a complex multivariate

experimental design. The software sets up and simultaneously tracks 192

different combinations of DNA sequences, flank pairs and expression

reagent reactions performed on eProtein Discovery™ system. AI performs

highly rigorous QA checks during an experiment to ensure data quality and

consistency.

CCarartrtridge:idge: Powered by digital microfluidic technology, software controlled

digital signals guide the movement of droplets on the eProtein Discovery™

Cartridge surface to enable splitting, dispensing and merging of biological

reagents. Pipette DNA, cell free expression reagents and purification

solutions on the Cartridge and the technology will orchestrate the rest.

Gain precise control of your eGene™ constructs and reagents to screen and

discover optimal expressing conditions within 24 hours, accelerating target

selection. A simple set-up allows anyone to run the system with minimal

training.

ReReagents:agents: The reagents within the eProtein Discovery™ system allow you to

optimize protein obtainability by characterizing and purifying different

combinations of DNA constructs and expression conditions. Our system will

screen 192 different combinations in 24 hours for you to select the optimal

conditions to scale up and get protein.

Our eProtein Discovery™ software will guide you in creating the panel of

DNA constructs and reagents to power your experiment. Our complete

reagent package includes design and ordering of DNA, simplifying your



workflow.

ePePrrototein Discein Discoovverery Wy Wororkflokfloww



ePePrrototein Discein Discoovverery pry producoduct ct contontentsents

EEquipmentquipment

DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

eProtein

Discovery

Instrument

1 unit
Room

Temperature
N1001

CCarartrtridge Kiidge Kit NCt NC3006 - C3006 - Consumablesonsumables

DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

eProtein

Discovery

Cartridge

1 unit
Room

Temperature
NC3006

eProtein

Discovery

Cartridge Cover

1 unit
Room

Temperature
NC3012



DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

Base Fluid 1 unit
Room

Temperature
NC3007

CCarartrtridge Reidge Reagent Kiagent Kit +t +44°°C rC reeagent - NCagent - NC30103010--22

DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

Strep

Beads
200 µL +4°C NC3010-2



CCarartrtridge Reidge Reagent Kiagent Kit -80t -80°°C rC reeagents - NCagents - NC30103010--1 (y1 (yelloellow strw stripe on label)ipe on label)

DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

Cell Free Core

Reagent
160 µL -80°C SC3-01

Blank Buffer 150 µL -80°C SC3-02

Detector Protein* 75 µL -80°C SC3-03

Universal Control* 20 µL -80°C SC3-04

Complementation

Control*
20 µL -80°C SC3-05

Expression

Control*
20 µL -80°C SC3-06

Full Workflow

Control*
20 µL -80°C SC3-07

Wash Buffer* 800 µL -80°C SC3-08

Elution Buffer* 50 µL -80°C SC3-09

AdditiveBuffer* 50 µL -80°C SC3-10

PDI/GSSG Mix* 50 µL -80°C SC3-11



DescrDescriptioniption QuantiQuantittyy
StStororageage

TTemperemperaturaturee

PPrroducoductt

CCodeode

TRXB1* 50 µL -80°C SC3-12

DNAk Mix* 50 µL -80°C SC3-13

Zinc Chloride 50 µL -80°C SC3-14

Calcium Chloride 50 µL -80°C SC3-15

Manganese

Chloride
50 µL -80°C SC3-16

Cofactor Mix* 50 µL -80°C SC3-17

GSSG* 50 µL -80°C SC3-18

3C protease* 50 µL -80°C SC3-19

Reagents must be used before the expiration date indicated on the kit box.

* Single use reagent that cannot be freeze/thawed multiple times.

User supplied rUser supplied reeagentsagents

• 5 nM eGene constructs (DNA), stored at -80°C, generated using the

Nuclera eGene Prep kit NC3008 or NC3009

User supplied equipmentUser supplied equipment

• Magnetic particle separator (compatible with 1.5 mL microcentrifuge

tubes)



• Vortexer

• Microcentrifuge

• 1.5 mL microcentrifuge tubes

• 2-20 µL 8-channel pipette

• 2-20 µL single-channel pipette

• 200 µL compatible tips

PPrrototein Vein Varariant Criant Creeationation

The purpose of this guide is to describe a guided approach for designing

protein variants, mutants, and truncated sequences.

Support users in generating variants of their protein to test on the eProtein

Discovery platform and increase their chances to get quickly soluble,

functional protein to use for downstream applications in their project.

SummarSummary - A sty - A stepepwise guided method fwise guided method for vor varariant criant creeationation

▷ StStep 1 - Identifep 1 - Identify Reley Relevvant UniPant UniPrrot IDot ID Use sequence alignment (POI

sequence) or direct UniProtID input to identify the starting protein

sequence and/or several close protein family members - for example

isoforms and splice variants. Annotate each starting sequence with all

required metadata.

▷ StStep 2 - Selecep 2 - Select Ct Candidatandidateses Filter isoforms, align them and flag functional

or structural domains of interest.

▷ StStep 3 - Ruleep 3 - Rule-b-based Sequencased Sequence Ee Ediditing Iting I Apply simple rule based editing

for each input Candidate. Depending on the domains present, each input

Candidate sequence should generate several “virtual” constructs. Remove

signal peptides and propeptides, it is also often beneficial to remove

transmembrane domains (TMD).



▷ StStep 4 - Rule Based Sequencep 4 - Rule Based Sequence Ee Ediditing II - Tting II - Tererminal truncationsminal truncations Apply

simple rule based editing for each input Candidate. Consider modifications

around functional domains of interest, for example removing disordered or

unnecessary domains. eProtein Discovery™ System User Guide 9

▷ StStep 5 - Checep 5 - Check fk for other kor other knonown stwn stable domains (NMR, Xable domains (NMR, X-R-Raay)y) Identify

other important regions and create relevant variants.

▷ StStep 6 - Cep 6 - Compile final list of vompile final list of varariant Ciant Candidatandidates fes for a POIor a POI

A general guideline for manually designing gene fragments compatible

with the eGene Prep Kit is available upon request, provided a Non-

Disclosure Agreement (NDA) is in place. If you are unable to use the

eProtein Discovery Cloud Software to design gene fragments and need

further assistance with constructing fragments compatible with the eGene

Prep Kit, please contact Technical Support. (techsupport@nuclera.com)

DetDetails - A stails - A stepepwise guided method fwise guided method for vor varariant criant creeationation

StStepep TiTitletle InputInput OutputOutput OperOperationsations

1

Identify

Relevant

Uniprot ID

Sequence

or Uniprot

ID

Annotated

Uniprot

sequences

• Identify

relevant

isoform,

canonical

isoforms,

orthologs,

align.

• Identify

critical

domains,

mailto:techsupport@nuclera.com


StStepep TiTitletle InputInput OutputOutput OperOperationsations

Uniprot,

Expasy

(Structural,

functional,

etc.)

2

Select

Initial

Candidates

Annotated

Uniprot

sequences

Isoforms and

important

domains

flagged

• Identify

relevant

isoforms,

canonical iso

forms,

orthologs,

align

• Identify

critical

domains,

Uniprot,

Expasy

(Structural,

functional,

etc.)

3
Combine

starting list

Seqs from

steps 1 and

2

List of input

Candidates

Combine lists 1

and 2



StStepep TiTitletle InputInput OutputOutput OperOperationsations

4

Rule-based

SequenceE

diting I -

identify

domains of

interest

List of

input

Candidates

List of Child

Candidates 1

Edited

sequences

named

appropriately

- rules

applied see

operations.

A Child

Candidate is a

sequence

derived from

an Initial

Candidate by

applying

Rule-based

Editing - Step

4

• If present

remove signal

peptide from

N-terminus If

present

remove pro-

peptide from

N-terminus or

C-terminus

• If 1 TMD

present

remove

domain * If >1

TMD present

discard

Candidate

sequence

• If N-term TMD

truncate after

TMD (e.g. aa

directly after

TMD)

• If C-term TMD

truncate

before TMD

(e.g. aa

directly before



StStepep TiTitletle InputInput OutputOutput OperOperationsations

TMD)

5

Rule Based

Sequence

Editing II -

truncations

List of

input

candidates

(Step 3)

+

List of

Child

Candidates

(step 4)

• Consider N-

terminal

truncation to

leave the

domain of

interest. Users

may add up to

10 aa

upstream.

• Consider C-

terminal

truncation to

leave the

domain of

interest. Users

may add up to

10 aa

downstream.

• Consider both

N- and C-

terminal

truncations to

leave the

domain of



StStepep TiTitletle InputInput OutputOutput OperOperationsations

interest. Users

may add up to

10 aa

upstream or

downstream.

• Consider

truncating to

remove

disordered

regions

around

functional

domain of

interest

• If available use

structure

information

(X-ray, NMR,

AlphaFold) to

guide

truncation

sites

6

Compile

final

Screening

Candidates

List of

input

candidates

(Step 3)

• Consider your

downstream

needs (e.g.



StStepep TiTitletle InputInput OutputOutput OperOperationsations

+

List of

Child

Candidates

(step 4)

+

List of

Child

Candidates

(step 5)

activity assay,

binding assay,

structural

investigation)

• Consider your

cartridge

format (e.g. a

FlexiVariant™

or Solubility

tag screen

• Consider your

cartridge

budget (e.g.

do you plan

on running

one or more

cartridges

within this

campaign)

• Consider

Alphafold

scoring results

AAddidditivtive Selece Selection Guidetion Guide

Depending on the protein of interest, the presence of additives may be



needed to optimize the expression. We recommend that you review the

feature, function and binder of each protein to help guide the selection of

additives. These information can be found in Uniprot.

The decision tree in Figure 1 illustrates the Additive options based on

protein requirements.

FigurFigure 1: Dece 1: Decision trision tree whicee which illustrh illustratates the Aes the Addidditivtive options be options based on prased on prototein rein requirequirements.ements.

*Mix of NAD, acetyl-CoA, FAD, SAM and PLP.

The additives supplied in the Cartridge Reagent Kit NC3010 and their

descriptions are listed in Table 1.

AAddidditivtivee
AAddidditivtivee

DescrDescriptioniption
AAddidditivtive Chare Characacttereristicsistics

Additive

buffer

HEPES buffer pH

7.5 and

surfactant

CFPS reaction buffer, dilution

normalization



AAddidditivtivee
AAddidditivtivee

DescrDescriptioniption
AAddidditivtive Chare Characacttereristicsistics

PDI + GSSG

Mix

Protein disulfide

isomerase and

oxidized

glutathione

Chaperone and redox modification

to oxidizing environment to support

disulfide bond formation

TrxB1
Thioredoxin

reductase

Protects proteins from oxidative

aggregation and inactivation and

acts as a reductase in redox

regulation

DnaK Mix Chaperone
DnaK mix Chaperone mix to support

folding and prevent aggregation

Zinc

chloride

Zinc chloride

solution

Cofactor that can be required for

folding, stability, or activity

Calcium

chloride

Calcium chloride

solution

Cofactor that can be required for

compaction, folding, stabilization, or

activity

Manganese

chloride

Manganese

chloride solution

Cofactor for metalloenzymes for

structure and activity

Cofactor

Mix

Mix of NAD,

acetyl CoA, FAD,

SAM, and PLP

Cofactors that assist in folding,

stability and activity



AAddidditivtivee
AAddidditivtivee

DescrDescriptioniption
AAddidditivtive Chare Characacttereristicsistics

GSSG
Oxidized

glutathione

Redox modification to oxidizing

environment

3C

protease

3C protease

solution

Protease to cleave off the N-terminal

solubility tag at the specific

aminoacid sequence (LEVLFQ/GP)

TTable 1: List of Aable 1: List of Addidditivtives supplied in the Ces supplied in the Carartrtridge Reidge Reagent Kiagent Kit NCt NC30103010..

ePePrrototein Discein Discoovverery Softy Softwwararee

IntIntended Useended Use

The eProtein Discovery Software supports the user in the design and

execution of combinatorial protein expression experiments on the eProtein

Discovery platform.

SoftSoftwwarare Update Updateses

▷ Software updates can be manually installed by connecting temporarily

the instrument to the internet. Note: this applies if the instrument is able to

connect to the eProtein Discovery Cloud Software.

Design an eDesign an experxperimentiment

To design an experiment, use the

Nuclera_eProtein_Discovery_Standalone_template (Excel file) available from

the Nuclera Cloud Software, or on request by contacting the Nuclera

Technical Support team (techsupport@nuclera.com).

mailto:techsupport@nuclera.com


NONOTETE

The Nuclera_eProtein_Discovery_Standalone_template file is

compatible with Microsoft Excel and it is not compatible with Google

Sheet.

The excel template includes multiple worksheets. The worksheets provide

step-by-step guide in designing the experiment and analyze data. Read the

Template Guidance sheet before proceeding with experiment design.

Open the Excel file, enable editing, and save it under the name of your

choice, for example the name or the date of the experiment.

""TTemplatemplate Guidance Guidancee" sheet" sheet

This sheet contains a general introduction and guidance on how to use it.

The first steps are to enable editing of the document and to save the file.

""1. Ent1. Enter Eer Experxperiment Detiment Details" sheetails" sheet

In this sheet you will design your experiment by adding the combinations

of proteins of interest (POI), solubility tags and additives selected for the

experiment. Enter the requested information in the cells highlighted in

yellow (Figure 2)

1. Select the format of your experiment (3 proteins x 8 solubility tags, or

4x6 or 6x4 or 24x1)

2. Enter the name of the proteins of interest

3. Enter the molecular weights (kDa) for each protein of interest

4. Select from the drop down menu the solubility tags chosen for the

experiment

5. Select from the drop down menus the two additives required for your

experiment



NONOTETE

The “Additive selection guide” section can help to select the right

additives.

The eProtein Discovery™ system also provides the flexibility to

incorporate custom additives into expression and purification

workflows, enabling users to tailor conditions for unique protein

targets. To ensure optimal performance and minimize risks, please

consult the Compatibility List (https://info.nuclera.com/manual-

custom-additives-chemical-compatibility-list.html), which provides

detailed guidelines on compatible additives and their maximum

allowed concentration. This resource serves as a valuable reference to

help you achieve optimal results when working with custom additives.

Refer to this before experimenting with custom additives or contact

Technical Support if you require more guidance.

FigurFigure 2: Sheet “e 2: Sheet “1. Ent1. Enter eer experxperiment detiment details” of the ePails” of the ePrrototein Discein Discoovverery Sty Standalone tandalone templatemplate.e.

6. Once the five steps outlined above are completed, the white columns

for Construct, Molecular weight (KDa), Protein, and Cell-free Blend will

be automatically populated with more information (Figure 3).

https://info.nuclera.com/manual-custom-additives-chemical-compatibility-list.html
https://info.nuclera.com/manual-custom-additives-chemical-compatibility-list.html


FigurFigure 3: Ee 3: Exxample of sheet “ample of sheet “1. Ent1. Enter eer experxperiment detiment details” wiails” with eth experxperiment detiment details entails enterered.ed.

""22. P. Prrint platint plate mape map" sheet" sheet

This sheet is the printable version of the experiment design. It is

recommended to print this sheet and take it to the lab as a guide for

loading reagents onto the transfer plate.

7. On the same sheet, below the table, you can find the transfer plate

design (Figure 4). This design will help you determine where to load

reagents on the transfer plate.



FigurFigure 4e 4: E: Exxample of trample of transfansfer plater plate designe design

PPrrepepararation of the ePation of the ePrrototein Discein Discoovverery ry reeagentsagents

The preparation of the reagents takes about 1 hour.

CConneconnect the vial of bt the vial of base fluid tase fluid to the pump moduleo the pump module

▷ In anticipation of starting a new experiment, take a fresh vial of base fluid,

open it, and connect it to the left holder on the eProtein Discovery

instrument pump module (Figures 5 and 6).

IMPORIMPORTTANT NOANT NOTETE

It is important to equilibrate the base fluid with the lab atmosphere

prior to use. This is to prevent outgassing of the base fluid during the

run, as air bubbles can interfere with the droplet movement. WWee



rrececommend atommend atttacaching the bhing the base fluid tase fluid to the instrument the dao the instrument the day befy befororee

yyou will perfou will perfororm the run. An acm the run. An acccepteptable alable altterernativnative is te is to incubo incubatate thee the

uncapped buncapped base fluid at 30ase fluid at 30°°C / 86C / 86°F f°F for 1 houror 1 hour.

▷ Connect an empty waste vial to the right holder of the pump module

(Figures 6 and 7).

FigurFigure 5: Ve 5: Vial of bial of base fluid and the wase fluid and the wastaste ce contontainer cainer conneconnectted ted to the pump as shoo the pump as shown on thewn on the

scrscreeneen



[1] [2]

FigurFigure 6: Ce 6: Conneconnection of the empttion of the empty wy wastaste ce contontainer [ainer [1] and the vial of b1] and the vial of base fluid [2] tase fluid [2] to theo the

pumppump

PPrrepeparare the tre the transfansfer plater platee

After checking that the base fluid has been attached overnight to the

instrument, ake all the reagents out of the freezer.

The eProtein Discovery reagents need to be prepared and loaded onto a 96

well transfer plate following the layout and volumes in Figure 7 and Table 2.

NONOTETE

it is critical to follow this layout exactly because it determines how the

reagents are dispensed in the eProtein Discovery cartridge.



NONOTETE

If a eGene construct is missing it must be substituted with 5 µL eGene

Elution Buffer supplied in the eGene Prep kit.

IMPORIMPORTTANT NOANT NOTETE

Do not substitute a missing eGene construct with water, use Additive

Buffer instead.

FigurFigure 7e 7: T: Trransfansfer plater plate lae layyoutout



ReReagentagent
VVolumeolume

(µL)(µL)

eGene construct 5

Controls: Blank Buffer, Universal Control (Univ. Ctrl),

Complementation control (Comp. Ctrl), Full Workflow

Control (W/F), Expression Control (Exp Ctrl)

10

Cell-free Blend (CFB): Cell-free Core Reagent + Additive 1 +

Additive 2

20

(16+2+2)

Wash Buffer (Wash Buffer) 16

Elution Buffer (Elut. Buffer)

10 µL in

H1 & H2,

16 µL in

F10

Detector Protein (Det. Prot.) 16

TTable 2: Reable 2: Reagents and vagents and volumes tolumes to loo load on the trad on the transfansfer plater plate.e.

1. T1. Takake the Stre the Strep Beep Beads frads from the from the fridge and the Cidge and the Carartrtridge Kiidge Kit rt reeagents (boagents (boxx

wiwith the yth the yelloellow strw stripe on the label) fripe on the label) from the -80om the -80°°C frC freeeezzerer..



22. Plac. Place an empte an empty 96y 96--wwell trell transfansfer plater plate on ice on ice.e.

NotNote:e: The transfer plate should be kept on ice until the transfer of reagents

to the Cartridge. NotNote:e: Ensure you prepare the Cell-free Blends last.

3. eGene c3. eGene construconstructs (DNA)ts (DNA)

Take the vials or the plates with the eGene constructs made in advance

using the eGene Prep Kit out of the freezer and thaw on the benchtop at

room temperature. This takes approximately 15 minutes.

NotNote:e: the vials or the plates can be centrifuged for a few seconds to ensure

all the liquid is at the bottom of the wells.

Load 5 µL of each eGene construct onto the transfer plate into wells: ▷ A1 to

A8

▷ B1 to B8

▷ C1 to C8



NotNote:e: It is critical to load the eGene constructs onto the transfer plate in the

exact order that they have been finalized in the experiment planned in the

eProtein Discovery software.

44. eP. ePrrototein Discein Discoovverery pury puriification rfication reeagentsagents Thaw the Wash Buffer and the

Elution Buffer on the benchtop at room temperature. Once thawed, vortex

for 2 seconds and centrifuge for 2 seconds using a microcentrifuge to mix

and collect all the reagents. ▷ Load 16 µL of Wash Buffer into wells C10 and

D10.

▷ Load 16 µL of Elution Buffer into well F10

▷ Load 10 µL of ELution Buffer into wells H1 and H2

5. eP5. ePrrototein Discein Discoovverery cy controntrolsols From the kit kept at -80°C, take the controls

out and thaw them on ice.

▷ Load 10 µL of Blank Buffer into wells H3 and H4.

▷ Load 10 µL of Universal control into well H5.

▷ Load 10 µL of Complementation Control into well H6.

▷ Load 10 µL of Full W/F Control into well H7.

▷ Load 10 µL of Expression Control into well H8

66. Str. Strep Purep Puriification Befication Beadsads

Strep Purification Beads are provided in 200 µL aliquots of 5% v/v

suspension – To prepare the Strep Beads:

1. Take the vial of Strep Beads from the fridge and give it a quick spin for 2

seconds in a microcentrifuge to pellet the beads.

2. Resuspend the beads by gently pipetting up and down 10 times with a

p200 pipette set on 90 µL.

3. Transfer 90µL of the resuspended beads into a 1.5 mL tube. Discard the

rest only after the experiment starts, in case more volume is required.

4. Place the tube with Strep Beads on a magnetic particle separator and

capture for 1 min.



5. Remove all the supernatant with a p200 pipette and discard the liquid.

6. Remove the tube with Strep Beads from the magnetic particle

separator. Resuspend the beads in 100 µL Wash Buffer by slowly

pipetting up and down 10 times.

7. Repeat steps 4 to 6 twice more for a total of three washes.

8. After the third wash, spin down the tube and place it back on a

magnetic particle separator and capture for 1 min.

9. Remove all the supernatant with a p200 pipette and discard the liquid.

10. Spin down the tube, place it back on a magnetic particle separator and

remove the residual buffer with a p20 pipette.

11. With a p20 pipette, resuspend the beads in 10.5 µL Wash Buffer by

gently pipetting up and down 10 times to create a 15 µL 30% Strep

Beads working

12. Keep the beads in the tube on the bench, not on ice.

NotNote:e: The beads should NOT be loaded onto the transfer plate.

77. Det. Detececttor Por Prrototeinein

The Detector Protein is supplied as ready to use. Spin down the tube for 2

seconds to collect the full volume at the bottom. Load 16 µL of Detector

Protein into wells A10, B10, G10, and H10 of the transfer plate.

88. P. Prrepepararation of the Cation of the Cell-frell-free Blendsee Blends

For each expression screening experiment, up to eight 20 μL Cell-free

Blends can be made by adding 16 μL of Cell-free Core Reagent, 2 μL of a first

additive, and 2 μL of a second additive.

NotNote:e: The total volume of blend should always be 20 µL final

NotNote:e: the same additive can be used as first and second additive, for

example 2 x 2 µL of Additive Buffer. The list of Additives is in Table 1.

1. Thaw on ice Cell-free Core Reagents and Additives



2. Once thawed, vortex for 2 seconds the Cell-free Core reagents and

Additives to ensure they are well mixed.

3. Centrifuge for 2 seconds the Cell-free Core reagents and Additives using

a microcentrifuge to return any droplets to the bulk aliquot.

4. Add 16 µL of Cell-free Core reagent to wells A12-H12.

5. Add 2 µL of your first selected additive to wells A12-H12.

6. Add 2 µL of your second selected additive to wells A12-H12.

NotNote:e: It is critical to load the Cell-free Blends onto the transfer plate in the

exact order that they have been finalized in the experiment planned in the

eProtein Discovery software.

Set up the eSet up the experxperiment on the instrumentiment on the instrument

Press the [P[Poowwer Ser Swiwittcch]h] to activate the Instrument power-up, initialization

and self-test sequence.

CrCreeatate the ee the experxperimentiment

1. From the top right hand side of the screen select [Cr[Creeatate Ee Experxperiment]iment]

2. Select the ''ePePrrototein Discein Discoovverery Scry Screen Eeen Experxperiment'iment' workflow and press

[C[Confironfirm]m] (Figure 8)



FigurFigure 8: Ee 8: Experxperimentimental design scral design screeneen

3. Select the type of experiment you would like to perform on the

instrument (Figure 8). You can choose between:

a. 3x8 (3 proteins, 8 solubility tags)

b. 4x6 (4 proteins, 6 solubility tags)

c. 6x4 (6 proteins, 4 solubility tags)

d. 24x1 (24 proteins, FlexiVariant screen)

e. 30 highest expressing combinations

IMPORIMPORTTANT NOANT NOTETE

It is critical to select the exact experiment format as this will determine

the downselection method of the 30 expression conditions for the

strep purifiability assessment.



FigurFigure 9: Instrument scre 9: Instrument screen teen to seleco select the et the experxperiment fiment forormatmat

4. Read the Before you proceed section and press the [Next] button

(Figure 10).



FigurFigure 10: Summare 10: Summary of the selecy of the selectted eed experxperimentiment

5. Get the transfer plate containing the reagents and cartridge ready.

6. Go through and tick the checklist, and press the [Ne[Next]xt] button (Figure

11). The drawer will open.



FigurFigure 11: Chece 11: Checklist scrklist screen befeen beforore the ee the experxperiment stiment starartsts

7. Unpack and load a cartridge as shown on the screen of the eProtein

Discovery instrument, place the cover on the cartridge, avoid touching

the electrical connectors, and press the [Ne[Next]xt] button (Figure 12).

NotNote:e: keep the cartridge packaging to dispose of the cartridge after use.



FigurFigure 12: Le 12: Looading of the carading of the cartrtridge on the ePidge on the ePrrototein Discein Discoovverery instrumenty instrument

8. Keep cover on the cartridge. Markings on the cover will guide you

through the loading process.

Set up the pump on the instrumentSet up the pump on the instrument

FFolloollow the on-scrw the on-screen instruceen instructions ttions to co completomplete the ee the experxperimentiment..

▷ These instructions will guide you in operating the eProtein Discovery

instrument and completing an experiment on the instrument.

▷ The instructions must be followed in the order shown on the screen.

▷ You can navigate forward and back through the steps using the buttons

at the top.

▷ You can scroll up and down using the arrows at the bottom right of the

screen when shown or with your fingers.

NotNote:e: once you start the experiment, the back button on the instrument will



be disabled.

1. On the right hand side of the instrument, ensure the tubings for the

integrated pump are placed in the tubing holder, and press the [Ne[Next]xt]

button (Figure 13).

FigurFigure 13: Le 13: Looading of the carading of the cartrtridge on the ePidge on the ePrrototein Discein Discoovverery instrumenty instrument

2. Ensure the vial of base fluid and the waste container have been

connected to the pump located on the right hand side of the

instrument. Press the [Ne[Next]xt] button (Figures 14).



FigurFigure 14e 14: V: Vial of bial of base fluid and the wase fluid and the wastaste ce contontainer cainer conneconnectted ted to the pump as shoo the pump as shown onwn on

the scrthe screeneen

Filling the carFilling the cartrtridge wiidge with bth base fluidase fluid

1. With the tubing and containers in place, ensure that some of the base

fluid has dripped into the waste container (Figure 15).



FigurFigure 15: Pe 15: Prriming the pump tubings wiiming the pump tubings with bth base fluidase fluid

2. Remove connectors tubing from the holder, connect them tightly to

the corner ports X2 and X3 of the cartridge, and press the [Ne[Next]xt] button

(Figure 16). Either connector can be interchangeably inserted into

corner port X2 or X3.



FigurFigure 16: Ce 16: Conneconnection of the pump tubes ttion of the pump tubes to the caro the cartrtridgeidge

3. Inspect the cartridge for air bubbles that may have been introduced

during the priming with base fluid.

If any air bubbles persist after base fluid priming, use a single-channel

p200 pipette to aspirate the air bubbles from the nearest port and

reinject slowly the base fluid that was aspirated into a corner port (X1 or

X4). Press the [Ne[Next]xt] button (Figure 17).



FigurFigure 17e 17: P: Prrococeduredure te to ro remoemovve pote potential air bubbles frential air bubbles from the carom the cartrtridgeidge

4. Inspect the ports on the cartridge after the priming with base fluid is

complete. Ensure all the ports are filled and press the [Ne[Next]xt] button

(Figure 18).



FigurFigure 18: Pe 18: Prrococeduredure te to ro remoemovve pote potential air bubbles frential air bubbles from the carom the cartrtridgeidge

LLooad the rad the reeagents on the caragents on the cartrtridgeidge

NotNote:e: videos showing how to load the reagents on the cartridge can be

found on the Nuclera website via this link: www.nuclera.com/resource-

library/?resource_type=video.

GuidancGuidance fe for pror proper sample looper sample loading:ading:

▷ Follow the on-screen instructions that will guide you in loading the

reagents.

▷ The loading of the reagents should be done using a volume appropriate

8-channel pipette.

▷ To facilitate the pipetting of the reagents, the transfer plate can be moved

from the ice bucket to the bench.

▷ Check the plate for the presence of air bubbles. Air bubbles can be

http://www.nuclera.com/resource-library/?resource_type=video
http://www.nuclera.com/resource-library/?resource_type=video


removed by spinning the plate in a swing rotor centrifuge for about 10

seconds.

▷ After aspirating the reagents, make sure that all pipette tips are filled

evenly, and contain no air bubbles.

▷ When loading the reagents into the ports, place the tip vertically in the

port, just under the meniscus of base fluid. Do not touch the sides or base

of the port.

▷ Dispense reagent gently to the first pipette stop. Do not go past the first

stop.

▷ After dispensing, lift the tip while keeping the pipette plunger depressed.

If using an electronic pipette, make sure that the purge function is disabled.

▷ Lift the tip while keeping the pipette plunger depressed.(Figure 19).

FigurFigure 19: Fe 19: For cor cororrrecect rt reeagent loagent loading the pipetading the pipettte tip is immere tip is immersed in the bsed in the base fluid and notase fluid and not

ttoucouching the bothing the botttom of the porom of the portt

IMPORIMPORTTANT NOANT NOTETE

Electronic pipettes must be properly configured for use with eProtein



Discovery. If you are using an electronic pipette, please contact

Technical Support at techsupport@nuclera.com for assistance. Any run

errors in eProtein Discovery caused by incorrect use of electronic

pipettes are the responsibility of the user. We recommend using a

manual multichannel pipette instead. Important settings to note for

electronic pipettes are:

▷ Disable blowout/purge

▷ Avoid high speed for aspiration

▷ Avoid high speed for dispense.

LLooad eGene cad eGene construconstructs - rts - roowws As A, B and C, B and C

▷ Load 8x fresh pipette tips and aspirate 3 μL of the eGene constructs from

the transfer plate wells A1-A8 into ports A1-A8 of the cartridge (Figure 20).

▷ Load 8x fresh pipette tips and aspirate 3 μL of the eGene constructs from

the transfer plate wells B1-B8 into ports B1-B8 of the cartridge (Figure 20).

▷ Load 8x fresh pipette tips and aspirate 3 μL of the eGene constructs from

the transfer plate wells C1-C8

▷ into ports C1-C8 of the cartridge (Figure 20). ▷ Place the tip vertically in the

port, just under the meniscus of base fluid and dispense slowly until the

first stop of the pipette is reached. Do not engage the pipette tips fully into

the ports.

▷ Eject the pipette tips into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.

mailto:techsupport@nuclera.com


FigurFigure 2e 20: L0: Looading of the eGene cading of the eGene construconstructs ontts onto ro roow Aw A, B and C of the car, B and C of the cartrtridgeidge

LLooad rad reeagents - ragents - roow H, cw H, column 12 and column 12 and column 10olumn 10

1. Re1. Reagents - ragents - roow H:w H:

▷ Load 8x fresh p20 pipette tips and aspirate 3 µL of the reagents from the

transfer plate wells H1-H8 into ports H1-H8 of the cartridge (Figure 21).

▷ Place the tip vertically in the port, just under the meniscus of base fluid

and dispense slowly until the first stop of the pipette is reached. Do not

engage the pipette tips fully into the ports.

▷ Eject the pipette tips into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.



FigurFigure 21: Le 21: Looading of the rading of the reeagents ontagents onto ro roow H of the carw H of the cartrtridgeidge

22. Re. Reagents - cagents - column 12:olumn 12:

▷ Load 8x fresh p20 pipette tips and **mix the Cell-free Blends in the

transfer plate by gently pipetting up and down 12 times. **

IMPORIMPORTTANT NOANT NOTETE

Be careful not to introduce air bubbles in the ports.

IMPORIMPORTTANT NOANT NOTETE

Aspirate 12 µL of the Cell-free Blends from the transfer plate wells

A12-H12 into ports A12-H12 of the cartridge (Figure 22).



FigurFigure 22: Le 22: Looading of the Cading of the Cell-frell-free Blends ontee Blends onto co column 12 of the carolumn 12 of the cartrtridgeidge

▷ Place the tip vertically in the port, just under the meniscus of base fluid

and dispense slowly until the first stop of the pipette is reached. Do not

engage the pipette tips fully into the ports.

▷ Eject the pipette tips into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.

3. Re3. Reagents - cagents - column 10:olumn 10:

▷ Load 7x fresh p20 pipette tips and aspirate 12 µL of the reagents from the

transfer plate wells A10-D10 and F10-H10 into ports A10-D10 and F10-H10 of

the cartridge (Figure 23).

▷ Ensure the tip is immersed in the base fluid and dispense slowly until the

first stop of the pipette is reached. Do not engage the pipette tips fully into

the ports.

▷ Eject the pipette tips into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.



FigurFigure 23: Le 23: Looading of the rading of the reeagents ontagents onto co column 10 of the carolumn 10 of the cartrtridgeidge

44. Str. Strep Purep Puriification Befication Beads - porads - port E10:t E10:

▷ Using a single channel p20 pipette, mix the Strep Purification Beads

twelve times by gently pipetting up and down. Be careful not to introduce

air bubbles. Aspirate 12 µL of the Strep Purification Beads prepared in a tube

and dispense into port E10 of the cartridge (Figure 24).

▷ Place the tip vertically in the port, just under the meniscus of base fluid

and dispense slowly until the first stop of the pipette is reached. Do not

engage the pipette tip fully into the port.

▷ Eject the pipette tip into a waste container.

▷ Press the [Ne[Next]xt] button on the screen.



FigurFigure 2e 244: L: Looading of the Strading of the Strep beep beads tads to poro port E10 of the cart E10 of the cartrtridgeidge

5. Remove the cover from the cartridge (Figure 25)



FigurFigure 25: Remoe 25: Removve the ce the coovver frer from the carom the cartrtridgeidge

LLooad rad reeagents in the caragents in the cartrtridgeidge

1. Press the [Ne[Next]xt] button to start the aspiration of the base fluid and the

loading of the reagents on the cartridge (Figure 26).



FigurFigure 2e 26: Base fluid aspir6: Base fluid aspirationation

2. Disconnect the tubes from the cartridge and place them in the tube

holder on the right hand side of the instrument. Press the [Ne[Next]xt] button

on the screen (Figure 27), and the drawer will close. Loading checks will

be performed, and the drawer will open.



FigurFigure 2e 277: Disc: Disconneconnect the tubes and plact the tubes and place them on the tube holdere them on the tube holder

3. Inspect the reservoirs have formed correctly in the cartridge as shown

on the screen. If so, Press the [Ne[Next]xt] button (Figure 28).

NotNote:e: Any presence of a marker on the reservoir is acceptable, as shown

on the top right of Figure 29



FigurFigure 28: Chece 28: Check the rk the resereservvoiroirs has havve fe forormed cmed cororrrecectltly on the cary on the cartrtridgeidge

TTrroubleshooting tip 1:oubleshooting tip 1:

If a reservoir is not properly formed, first fully engage a new empty pipette

tip into the port and reach the bottom of the port. This action may trigger

the correct formation of the reservoir.

TTrroubleshooting tip 2:oubleshooting tip 2:

▷ If the shape of a reservoir is still not correct, remove the empty tip from

the port, replace with a new tip, then add a small volume of the

corresponding reagent using a p20 pipette with a pipette tip. Do not

depress the pipette past the first stop as this could introduce air bubbles

inside the cartridge.

▷ Re-engage the tip until reaching the bottom to the port and dispense the

reagent slowly until correction is complete (Figure 29).

▷ The recommended volumes for manual correction are:

▷ 1.5 µL for ports in rows A, B, C or H

▷ 3 µL for ports in columns 10 or 12



FigurFigure 29: Fe 29: For manual cor manual cororrrecection of the rtion of the reeagent loagent loading tading to co cororrrecectltly fy fororm the rm the resereservvoiroirs ons on

carcartrtridgeidge

Once the experiment starts, it will take approximately 24 hours to complete.

You can monitor its progress on the screen.

AnalAnalyyzze the re the resulesultsts

Instrument softInstrument softwwarare re resulesults scrts screeneen

After completion of the experiment, the results are shown on the

instrument screen. The four best obtainable combinations of eGene and

Cell-free Blend are displayed with the predicted in-tube scale-up yields

(Figure 30).



FigurFigure 30: Resule 30: Result scrt screen freen from the Instrument Softom the Instrument Softwwararee

ePePrrototein Discein Discoovverery ry reporeportt

At the end of the experiment a report containing all the information about

the experimental setup and the results can be downloaded from the

instrument. Data can be exported using a USB, LAN or a Local Laptop. The

upload takes about 15 minutes and during this time the [Download Report]

button at the top right corner of the screen is grayed out.

USBUSB

To export data to a USB flash drive it required to have a company-approved

USB flash drive for data transfer. Encrypted flash drives are not currently

supported. Insert the flash drive on the right hand side of the instrument in

the USB port. This will highlight the flashdrive icon on the screen. Click on

[E[Exporxport Result Results]ts]



A selection Window will show the two options available. Select (a) USB drUSB drivivee

and click on (b) EExporxportt in the next window as shown in figure below.

(a) (b)



Data is retrieved from the instrument by inserting a USB flash drive into the

instrument and exporting the data onto it, then inserting it into a Windows

laptop and using an Excel spreadsheet to analyze the data. For data

visualisation and analysis, it is required to have a laptop with Microsoft Excel

LAN and LLAN and Local Laptocal Laptopop

Connect an Ethernet cable directly from the instrument's Ethernet port to

the Windows laptop (or to the Ethernet-to-USB dongle). On the instrument:

Check that the LAN icon is no longer greyed-out.

Open a completed experiment and tap the “Export results” button.

Tap (a) "L"Local netocal netwworork"k" and enter the following (b):

URLURL: smb://192.168.1.100/eProteinReports

UserUsernamename: the name of the Windows user that has access to the shared

directory, if this is a domain user then the username should be of the form

DOMAINNAME\username

PPassasswworordd: the password of the Windows user that has access to the shared

directory



(a) (b)

NotNote:e: the instrument should not be switched off until the report is

transferred.

The eThe experxperiment riment reporeport ct contontains:ains:

▷ EExperxperiment videoiment video

The experiment video provides a record of cartridge droplet operation,

allowing users to review performance for quality control, troubleshoot

issues, or verify specific events during the run. Any questions or concerns

regarding the operation of the droplets should be directed to the Nuclera



Technical Support team (techsupport@nuclera.com).

▷ PPDF rDF reporeport filet file

The PDF report file is a summary of the experiment setup and the results,

saved in the report folder with the name given to the experiment included

in the file name

▷ CCSV rSV reporeport filet file The report file is a csv file saved in the report folder with the

name given to the experiment included in the file name. The results for

each one of the 30 purified target protein conditions, and the 192 conditions

for the produced protein are listed in the csv file. It also contains the

measured values for the controls, the expected range for the controls, and a

PASS/FAIL score if the measured values are within the expected range.

▷ Blue light images (Blue light images (TIFF images)TIFF images)

Images acquired at the end of expressions and purification. These images

can give the user information about the solubility of the protein.

▷ OOther filesther files

The folder contains additional files that can be used by the Nuclera

Technical Support team for troubleshooting purpose.

VVisualise yisualise your datour dataa

1. Unzip (right click + Extract All) your report folder exported from eProtein

Discovery instrument

2. Open the report.csv file and select the entire sheet by clicking the top

left corner, or by using the shortcut "Ctrl + A" or "Cmd + A".

3. Copy the data using the shortcut "Ctrl + C" or "Cmd + C".

4. Paste the report in tab ""3. P3. Pastaste Repore Report Hert Heree"" of the eProtein Discovery

Standalone Template (compatible with Microsoft Excel, not compatible

with Google Sheet).

5. Review the data in the ""44. Output". Output" tab and ensure it is correctly labelled

with corresponding constructs and cell-free blend labels.

mailto:techsupport@nuclera.com


6. The labelled data charts will be automatically plotted in the ""5. Char5. Charts"ts"

tab ready for your review.

Finishing the eFinishing the experxperimentiment

1. Remove the cartridge from the instrument drawer by lifting it as shown

on the screen and place it in its original packaging. Press the [Ne[Next]xt]

button (Figure 31).

NotNote:e: there is no need to drain the base fluid out of the cartridge.

FigurFigure 31: Remoe 31: Removve the care the cartrtridge fridge from the instrumentom the instrument

2. Remove the waste container from the holder, empty its content, and

place it back on the instrument.

3. Remove the vial of base fluid and dispose of it with biohazard sharps

waste container according to local waste disposal rules and regulations.

NotNote:e: Do not reuse consumed cartridges and dispose of any residual

reagents, kits are intended as single use only.



4. Dispose the packaged used cartridge in a biohazard sharps container,

according to local waste disposal rules and regulations.

5. The experiment report is available for download from the eProtein

Discovery software.

6. Power down the instrument after use by pressing the [Power off]

button (Figure 32)

FigurFigure 3e 32: Remo2: Removve the care the cartrtridge fridge from the instrumentom the instrument

FFrrequentlequently Ay Asksked Questions (Fed Questions (FAAQQ))

Questions/Questions/

IssuesIssues
AnsAnswwererss

How do I

contact the

support team?

Email us at techsupport@nuclera.com Call us at

+441223942 761 (UK phone number / WhatsApp

Business) or +1 508-306-1297 (US phone number)

mailto:techsupport@nuclera.com


Questions/Questions/

IssuesIssues
AnsAnswwererss

Where can I

suggest future

improvements?

Please email us at techsupport@nuclera.com, your

feedback is very important to us as it allows us to

improve the instrument, the technology and our

services.

A component

or reagent is

missing

If a component or a reagent is missing, please

contact the Nuclera Technical Support team

mailto:techsupport@nuclera.com


ScaleScale-up E-up Exprxpression andession and
PurPuriificationfication

ScaleScale-up e-up exprxpression and puression and puriificationfication

� Download Page as PDF

GenerGeneral infal inforormationmation

The eProtein Discovery™ Scale-up protocol allows the in-tube protein

expression of a specific eGene™ construct (DNA) using E. coli derived Cell-

free Protein Synthesis (CFPS) reagents and additives.

The selection of the optimal eGene™ / Cell-Free Blend combination

(eRecipe) is determined from the expression and purification screens

performed on the eProtein Discovery instrument.

Depending on the protein of interest, the expected yield is as predicted

from the experiment on the eProtein Discovery instrument.

The scale-up reaction volume in this guide is 200 µL. However, larger scale-

up reactions, for example 1 mL, can also be achieved simply by adapting

proportionally the volumes of the reagents and the Strep Beads.

The whole scale-up experiment takes less than 24 hours, as summarized in

Table 1

https://res.cloudinary.com/df4tgmvzg/raw/upload/Scale-up-Expression-and-Purification.ai.pdf


PPrrototococol Stol Stepep
ReReagents and equipmentagents and equipment

rrequirequireded
TimeTime

Expression

reaction setup

• Cell Free Core Reagent

• Scale-up Additives (list in

Table 2)

• 5 nM eGene™ construct

(DNA)

30 min

Protein Expression

reaction

• Incubator, constant

temperature of +29°C

• No agitation required

15-18 hours

(overnight)

Protein

Purification

• Magnetic particle separator

The Scale-up kit NC3011 contains the Cell-free Core reagent, the purification

Strep beads and the Wash and Elution buffers. The Scale-up Additives Kit

NC3005 contains the additives listed in Table 2. The components of NC3011

and NC3005 are supplied in a Nuclera branded box with a grey stripe on the

label.

AAddidditivtivee

namename

AAddidditivtivee

DescrDescriptioniption
AAddidditivtive Chare Characacttereristicsistics

Additive

Buffer

HEPES buffer pH

7.5 and

surfactant

CFPS reaction buffer



AAddidditivtivee

namename

AAddidditivtivee

DescrDescriptioniption
AAddidditivtive Chare Characacttereristicsistics

PDI + GSSG

Mix

Protein disulfide

isomerase and

oxidized

glutathione

Chaperone and redox modification

to oxidizing environment to support

disulfide bond formation

TrxB1
Thioredoxin

reductase

Protects proteins from oxidative

aggregation and inactivation and

acts as a reductase in redox

regulation

DnaK Mix
Chaperone DnaK

mix

Chaperone mix to support folding

and prevent aggregation

Zinc

chloride

Zinc chloride

solution

Cofactor that can be required for

folding, stability, or activity

Calcium

chloride

Calcium chloride

solution

Cofactor that can be required for

compaction, folding, stabilization, or

activity

Manganese

chloride

Manganese

chloride solution

Cofactor for metalloenzymes for

structure and activity

Cofactor

Mix

Mix of NAD,

acetyl-CoA,FAD,

SAM, and PLP

Cofactors that assist in folding,

stability and activity



AAddidditivtivee

namename

AAddidditivtivee

DescrDescriptioniption
AAddidditivtive Chare Characacttereristicsistics

GSSG
Oxidized

glutathione

Redox modification to oxidizing

environment

3C

protease

3C protease

solution

Protease to cleave off the N-terminal

solubility tag at the specific amino-

acid sequence

Scale up bundles cScale up bundles contontentent

ScaleScale-up ki-up kit (NCt (NC3011)3011)

Strep beads and Scale-up reagents must be used within the expiration date

stated on the kit box.

ScaleScale-up ki-up kit Strt Strep Beep Beadsads

NCNC3011-3011-11

CCapap

ccolorolor
QuantiQuantittyy

StStororageage

instrucinstructiontion

Strep Beads Orange
5x400

µL
+4°C

ScaleScale-up ki-up kit Strt Strep Beep Beadsads

NCNC3011-3011-22

CCapap

ccolorolor
QuantiQuantittyy

StStororageage

instrucinstructiontion

Cell-free Core Reagent Purple 5x160 µL -80°C



ScaleScale-up ki-up kit Strt Strep Beep Beadsads

NCNC3011-3011-22

CCapap

ccolorolor
QuantiQuantittyy

StStororageage

instrucinstructiontion

Wash Buffer White 5x3 mL -80°C

Elution Buffer Blue
5x300

µL
-80°C

ScaleScale-up addi-up additivtives (NCes (NC3005)3005)

Scale-up additives must be used before the expiration date indicated on the

box.

ScaleScale-up ki-up kit Strt Strep Beep Beadsads

NCNC3011-3011-22

CCapap

ccolorolor
QuantiQuantittyy

StStororageage

instrucinstructiontion

PDI/GSSG mix* Green 1x175 µL -80°C

TRXB1* Green 1x175 µL -80°C

DNAk mix* Green 1x175 µL -80°C

Zinc chloride Green 1x175 µL -80°C

Calcium chloride Green 1x175 µL -80°C

Manganese chloride Green 1x175 µL -80°C

Cofactor mix* Green 1x175 µL -80°C



ScaleScale-up ki-up kit Strt Strep Beep Beadsads

NCNC3011-3011-22

CCapap

ccolorolor
QuantiQuantittyy

StStororageage

instrucinstructiontion

GSSG* Green 1x175 µL -80°C

3C protease* Green 1x175 µL -80°C

* Single use reagent that cannot be freeze/thawed multiple times

User supplied rUser supplied reeagents (not incagents (not included in the kiluded in the kit)t)

• 5 nM eGene construct (DNA) generated using the Nuclera eGene Prep

kit NC3009 or NC3008

User supplied equipmentUser supplied equipment

• Incubator (capable of maintaining a constant temperature of 29ºC)

• Magnetic particle separator (compatible with 1.5 mL microcentrifuge

tubes)

• P1000, P200 pipettes and tips

• Vortexer

• Microcentrifuge

• 1.5 mL microcentrifuge tubes

• A tube rotator / agitator



ScaleScale-up e-up exprxpression and puression and puriificationfication
wwororkflokfloww

StStep 1: Cep 1: Cell-frell-free Pee Prrototein Synthesis (CFPS) rein Synthesis (CFPS) reeacactiontion
setupsetup

1. Take the Cell-free Core Reagents aliquot, the two selected Scale-up

Additives and the eGene construct from the freezer, and allow to thaw

on ice. This will take approximately 5 minutes. Once thawed, keep the

reagents on ice.

2. Centrifuge the Cell-free Core Reagent aliquot at 1000 rpm for 2 seconds

and return to ice.

3. In a 1.5 mL microcentrifuge tube, set up the CFPS expression reaction

according to Table 3

CFPS eCFPS exprxpressionession

ReReagentsagents VVolumeolume

Cell Free Reagent 120 µL 600 µL

Selected Additive 1 15 µL 75µL

Selected Additive 2 15 µL 75µL

5 nM eGene DNA construct 50 µL 250µL



ReReagentsagents VVolumeolume

TTototal ral reeacactiontion 2200 µL00 µL 1 mL1 mL

TTable 3: CFPS eable 3: CFPS exprxpression ression reeacaction settion set-up-up, 2, 200 µL or 1 mL00 µL or 1 mL..

NotNote:e: it is recommended to run a 20 µL no-DNA negative control in parallel.

In this case, substitute the 5 nM eGene construct with sterile water. Loading

3 µL of the negative control allows one to determine where the protein of

interest is on the SDS-PAGE gel.

4. Vortex reaction tubes for 2 seconds to mix.

5. Centrifuge at 1000 rpm for 10 seconds.

6. Place samples in a tube rack and incubate the reaction mixture at 29ºC

overnight (15-18 hours) in a temperature controlled incubator.

NotNote:e: there is no requirement to agitate the samples during incubation.

StStep 2: Purep 2: Puriification prfication prococedureduree

NotNote:e: the volumes and number of vials indicated in this procedure are for

200 µL CFPS reaction solutions.

NotNote:e: for optimal purification, it is recommended not to use CFPS reaction

solutions larger than 500 µL. For example, a 1 mL CFPS reaction should be

split into two 500 µL tubes before purification. Refer to the last column of

Table 4 for volumes used for a 1 mL CFPS reaction.

NotNote:e: the Wash Buffer and Elution Buffer contain a non-ionic detergent, to

keep the purification conditions the same as on the eProtein cartridge. If

the protein is required without detergents then please contact the Nuclera

Technical Support team.



1. Take one vial of Wash Buffer (3 mL) and one vial of Elution Buffer (300

µL) from the freezer, and allow them to thaw at room temperature. This

will take approximately 20 minutes.

2. Vortex buffers for 5 seconds to homogenize.

3. Take one vial of 400 µL Strep beads supplied in the kit from the fridge.

4. Prepare the Strep Purification Beads:

• Give the vial(s) of Strep Beads a quick spin in a microcentrifuge to pellet

the beads

• Pipette up and down to fully resuspend the beads.

• Transfer the beads to a 1.5 mL microcentrifuge tube.

• Place the tube(s) of Strep Beads for 1 minute on a magnetic particle

collector to pellet the beads.

• Aspirate the storage buffer supernatant and discard.

• Remove the tube from the collector and resuspend the Strep Bead

pellet with 400 µL Wash Buffer by pipetting up and down repeatedly.

• Repeat steps c, d and e for a total of 2 washes.

• Pellet the Strep Beads on the magnetic particle collector, aspirate and

discard the supernatant.

• Remove the tube from the collector and resuspend the Strep Bead

pellet with 400 µL Wash Buffer to create a working solution ready to

use (5% v/v).

5. Remove the 200 µL CFPS reaction tube prepared in step 1 from the

29°C incubator.

6. Give the CFPS a quick spin in a microcentrifuge.

7. Remove and reserve 3 µL of the CFPS reaction to run on a SDS-PAGE

gel later (Label: Crude CFPS).

8. Pipette up and down three times the 400 µL Strep Bead suspension

prepared in step 6 and place the tube on a magnetic particle collector



for at least one minute to capture the beads.

9. Aspirate the supernatant and discard.

10. Remove the tube from the magnetic particle collector, centrifuge

briefly to collect any residual liquid at the bottom of the tube, and then

return the tube to the magnetic particle collector.

11. If there is any significant liquid remaining over the pellet, remove using

a P10 pipette. NotNote:e: be careful to not remove any beads.

12. Pipette and transfer the CFPS reaction solution to the tube containing

the Strep Beads.

13. Pipette up and down 10 times to resuspend the beads and incubate the

suspension for 30 minutes at room temperature with agitation using a

tube rotator or shaker at about 400 rpm. The beads should be

suspended throughout the 30 min to ensure an optimal binding

capacity.

14. After 30 minutes of incubation, place the tube on a magnetic particle

separator and pellet the Strep Beads for 1 minute.

15. Aspirate and transfer supernatant to a new microcentrifuge tube. This

supernatant contains all of the unbound, contaminating proteins from

the CFPS reaction, along with any unpurifiable target protein. Retain

the supernatant to run on an SDS-PAGE gel.

16. Remove the tube from the collector and resuspend the purification

bead pellet in 400 µL of Wash Buffer. Pipette up and down 5 times to

mix.

17. Place the tube on a magnetic particle separator and pellet the Strep

Beads for 1 minute.

18. Aspirate the supernatant and discard. Retain the bead pellet and carry

forward to the next step.

19. Repeat twice steps 17-19 for a total of 3 washes.

20. Resuspend the beads in 250 µL Elution Buffer and place the tube on a

tube rotator or shaker for 10 mins to elute the protein. Note: For proteins



predicted to be expressed at 125 µg/mL or less, we recommend to use

only 125 µL elution buffer.

21. Place the tube on a magnetic particle separator and pellet the Strep

Beads for 60 seconds.

22. Aspirate and transfer supernatant into a new microcentrifuge tube

(label aspirate: Purified). This tube contains the purified protein and can

be stored for analysis and downstream applications.

23. Discard the Strep Bead pellet.

The expression and purification steps are summarized in Table 4.

CComponentomponent VVolumeolume

CFPS reaction 200 µL 1 mL

Prepared Strep Beads (5% v/v in

Wash Buffer)
400 µL 2 x 1 mL*

Wash 1 400 µL 2 x 1 mL*

Wash 2 400 µL 2 x 1 mL*

Wash 3 400 µL 2 x 1 mL*

Elution Buffer
250 or 125

µL

2 x 625* µL or 2 x

312.5* µL

TTable 4able 4:: Scale-up Kit purification summary. *When purifying CFPS reactions larger than 500

µL it is recommended to split the volume in two. Proportionally calculate the total volume

required for the process and divide it into equivalent volume smaller or equal to 500 µL.

NucNuclerlera Ta Tecechnical Supporhnical Support:t:

UK Phone / WhatsApp Business: +44 1223 942 761



US Phone: +1 508-306-1297

Email: techsupport@nuclera.com

OfficOffices:es: Nuclera UK (HQ):

One Vision Park, Station Road, Cambridge, CB24 9NP, UK

Nuclera USA: 1000 Technology Park Drive, Suite B, Billerica MA 01821, USA

wwwwww.nuc.nuclerlera.a.ccomom

mailto:techsupport@nuclera.com
http://www.nuclera.com/


ePePrrototein Quantiein Quantificationfication
KiKit Pt Prrototococolol

GenerGeneral Infal Inforormationmation

The Quantification Kit (NC3014) allows the user to accurately quantify

protein yields immediately after scale up using the same fluorescence-

based method used on-cartridge. Same system, same workflow, consistent

results.

Compatible with standard plate readers, the detection tag on your scaled-

up protein binds to a complementary detector protein, generating a

fluorescent signal calibrated to a universal control.

FFeeaturatures and benefitses and benefits

Scalable:Scalable: Consistent workflow, from screen to scale. Plate reader compatible

AAcccurcuratate:e: Sensitive fluorescence-based detection ensures accuracy

StrStreeamilined:amilined: Eliminates extra prep or method transfers. Scale up ready



CContontentsents

CComponentomponent VVolumeolume
CCapap

CColorolor

StStororageage

TTemperemperaturaturee

TTubeube

RefRefererencencee

numbernumber

Detector Protein 75 µL Yellow -80°C NQK-01

Universal Control 20 µL Yellow -80°C NQK-02

Complementation

Control
20 µL Yellow -80°C NQK-03

Wash Buffer 800 µL White -80°C NQK-04

User supplied equipmentUser supplied equipment

▷ Microplate reader capable of measuring fluorescence at Ex/Em = 485/520.

▷ Fluorescence assay-compatible microplate (e.g. Corning, 3544) with the

following specifications:

• 384-well

• Low volume (50 µL)

• Black walls with clear bottom

• Flat bottom

• Polystyrene with a nonbinding surface



▷ Adhesive PCR plate seal.

StStororage and Stage and Stabiliabilittyy

▷ The kit must be stored at −80°C.

▷ Avoid freeze-thaw cycles.

▷ Thaw reagents on ice, briefly centrifuge, and pipette mix prior to use.

▷ Reactions should be assembled on ice.

ReReacaction Ation Assemblssembly Ovy Overervievieww

StStandarandardsds
NegativNegativee

CControntrolol

PPosiositivtivee

CControntrolol

PPrrototeinein

SamplesSamples

Wash Buffer 8 µL 9 µL 8 µL 5 µL

Diluted Universal

Control
4 µL X X X

Complementation

Control
X X 1 µL X

Protein Sample X X X 4 µL

Detector Protein X 3 µL 3 µL 3 µL

Total per Well 12 µL 12 µL 12 µL 12 µL



StStandarandard Cd Cururvve Pe Prrepepararationation

1. Prepare the following serial dilution of the Universal Control.

• Prepare a fresh set of standards for each quantification.

• When performing serial dilution of the Universal Controls, pipette up

and down 5 times to mix the reagents.

• Use a fresh pipette tip for each dilution step.

• Each dilution provides enough standard to set up triplicate readings.

StStandarandardd

CConconcentrentrationation

VVolume ofolume of

UnivUniverersal Csal Controntrolol

VVolume ofolume of

WWash Bufash Buffferer

DilutionDilution

NumberNumber

18 µM 15 µL of undiluted 15 µL 1

9 µM
15 µL of 18 µM

dilution
15 µL 2

4.5 µM
15 µL of 9 µM

dilution
15 µL 3

2.25 µM
15 µL of 4.5 µM

dilution
15 µL 4

0 µM 0 µL 15 µL 5

2. Add 8 µL of Wash Buffer to five wells of the 384 well assay plate in

triplicate.

3. Add 4 µL of the above serial diluted standard in triplicate to the wells

containing Wash Buffer (total well volume of 12 µL).



PPrrepepararation of Negativation of Negative Ce Controntrol Reol Reacactionstions

1. Add 9 µL of Wash Buffer in triplicate to the assay plate.

2. Add 3 µL of Detector Protein to the three wells containing Wash Buffer

(total well volume of 12 µL).

PPrrepepararation of Pation of Posiositivtive Ce Controntrol Reol Reacactionstions

1. Add 8 µL of Wash Buffer in triplicate to the assay plate.

2. Add 1 µL of Complementation Control to the wells containing Wash

Buffer.

3. Add 3 µL of Detector Protein to the three wells containing Wash Buffer

and Complementation Control (total well volume of 12 µL).

PPrrepepararation of Tation of Test Samplesest Samples

1. For each sample to be quantified, add 5 µL of Wash Buffer in triplicate

to the assay plate.

2. Add 4 µL of sample protein to the wells containing Wash Buffer.

• Proteins with a predicted yield of more than 18 µM on the eProtein

Discovery™ should be diluted 1 in 2 in Wash Buffer before

quantification.

3. Add 3 µL of Detector Protein to each well containing Wash Buffer and

sample protein (total well volume of 12 µL).



AAssassay Platy Plate Lae Layyout Ovout Overervievieww

IncubIncubationation

1. Seal the assay plate with an adhesive PCR plate seal. Ensure the plate is

fully sealed before proceeding.

2. Briefly vortex the plate and pulse centrifuge for 15 secs.

3. Incubate the assay plate for 5 hours at 29°C.

• For overnight quantification, the assay plate can be incubated at 29°C

directly in the plate reader with the program set to measure

fluorescence after 5 hours. Ensure that the plate seal is left on and the

program is set to bottom reading mode.



MeMeasurasurementement

1. After 5 hours measure the fluorescence of all standards, controls, and

samples in a plate reader with a 485 nm excitation filter and a 520 nm

emission filter.

DatData Anala Analyysissis

1. Calculate the average fluorescence reading for each standard.

2. Subtract the 0 µM reading from all other standard readings.

3. Plot the µM concentration of each standard against the measured

fluorescence intensity, fit a linear trendline, and set the intercept to 0.

4. Calculate the average fluorescence intensity for each set of controls and

protein samples.

5. Subtract the average fluorescence reading for the negative control from

the positive control and protein sample measurements. The expected

concentration of the positive pontrol is approximately 9.0 µM.

6. Use the linear trendline equation to calculate the molarity of the protein

samples and positive control.

• If the protein was diluted prior to reaction assembly (e.g. if the predicted

concentration was above 18 µM), multiply by the dilution factor to

calculate the concentration of the original sample.



Guidelines tGuidelines to pro prepepararee
SDS samplesSDS samples

PPrrepeparare samples fe samples for SDS por SDS page gelage gel

This section aims to give a guideline to run a commercial 15 combs SDS

page gel.

For the SDS page gel you will need 4 tubes

SampleSample
Lab GrLab Gradeade

WWataterer

3.3.66x Lx Looadingading

rreduceducing ding dyyee

Eluted Protein 3 µL 5.7 µL 3.3 µL

Core + NFW (negative

control)
3 µL 19 µL 9 µL

Crude CFPS 3 µL 19 µL 9 µL

StStandarandardsds

To have a semiquantitative assay, you can prepare and run BSA standards

alongside your samples.

Dilute your BSA sample to 1 mg/mL and make dilution as outlined in the

table below to prepare your 3 standards (A, B and C)



RequirRequireded

StStococll

Lab GrLab Gradeade

WWataterer

3.3.66x Lx Looading rading reduceducinging

ddyyee

Standard

A
BSA 1 mg/mL 24 µL 176 µL

Standard

B
Standard A 50 µL 150 µL

Standard

C
Standard B 50 µL 150 µL

LLooad the SDS Pad the SDS PAAGE gelGE gel

Load on the stain-free protein gel, 4-15% (15 well):

• 4 µL pre-stained protein ladder

• 4 µL eluted scaled-up protein sample

• 8 µL eluted scaled-up protein sample

• 4 µL No-DNA negative expression control

• 4 µL positive expression control

• 4 µL BSA standard A

• 4 µL BSA standard B

• 4 µL BSA standard C

Run at 200 V for 40 minutes



PPrrototein Cein Conconcentrentration &ation &
BufBufffer Eer Exxcchangehange
GuidelinesGuidelines
The Nuclera wash and elution buffers contain a nonionic detergent (12.5

kDa) required for effective cartridge droplet operations (Table 1). This is

typically inert and well tolerated by proteins, but due to its unusually high

molecular weight, can co-concentrate with proteins when using centrifugal

concentrator devices, and care should be taken to use an appropriate filter

MWCO to avoid problems associated with increasing the concentration of

the detergent and the effect that could have on your protein of interest.

Elution Buffer formulation at pH

8.0

Wash Buffer formulation at pH

8.0

• 0.1 M Tris-Cl

• 0.15 M NaCl

• 50 mM biotin

• 0.05% nonionic detergent

• 0.1 M Tris-Cl

• 0.15 M NaCl

• 0.05% nonionic detergent

TTable 1: Fable 1: Forormulations of the Elution and the Wmulations of the Elution and the Wash bufash buffferers supplied in the Scales supplied in the Scale-up ki-up kitt..

Detergents of this size (12.5 kDa) will be retained by filters with molecular

weight cut-offs (MWCO) below 30 kDa, leading to unintended co-

concentration with your protein. To prevent detergent retention and ensure

optimal protein recovery, please follow these guidelines:



✅ RecRecommended Pommended Prracacticticee

• FFor pror prototeins > 60 kDaeins > 60 kDa: Use a 30 kDa M30 kDa MWWCCO cO conconcentrentratatoror. This enables

efficient separation of protein from detergents and minimizes loss of

the target protein.

◦ To reduce detergent content, dilute the eluted protein in a

detergent-free elution buffer (Table 2) and reconcentrate using the

same filter.

◦ Note: Detergent removal may affect protein conformation,

solubility, or alignment with screen predictions.

• FFor pror prototeins < 60 kDaeins < 60 kDa: Use a smaller MWCO filter and substitute

purification buffers (wash and elution, Table 2) with your own

detergent-free buffer with pH maintained between pH 7-8.

◦ Be aware that buffer changes may affect protein folding and yield

relative to cartridge predictions.

If you have any questions, please contact NucNuclerlera Ta Tecechnical Supporhnical Supportt.

Elution Buffer formulation at pH

8.0

Wash Buffer formulation at pH

8.0

• 0.1 M Tris-Cl

• 0.15 M NaCl

• 50 mM biotin

• 0.1 M Tris-Cl

• 0.15 M NaCl

TTable 1: Fable 1: Forormulations of the Elution and the Wmulations of the Elution and the Wash bufash buffferers supplied in the Scales supplied in the Scale-up ki-up kitt.. TTableable

2: F2: Forormulations of the detmulations of the deterergentgent-fr-free Elution and the Wee Elution and the Wash bufash buffferers.s.

� AAvvoidoid



• Do not use concentrators with < 30 kDa MWCO when using buffers

from the scale-up kit, as they will likely retain and concentrate

detergents. This could cause problems with solution phase separation,

and impact the quality of recovered concentrated protein.



VVideosideos
See our range of videos

�� AlphaF AlphaFoldold

Seamless integration of AlphaFold into Nuclera’s eProtein Discovery™ Cloud softwa…

�� Ho How tw to Set Up a Runo Set Up a Run

Part of the in-the-lab instructional video series

�� Ho How tw to Co Cararrry Out a Band-y Out a Band-StStab Pab Prrococedureduree

Part of the in-the-lab instructional video series

�� Best P Best Prracactictices fes for Sample Lor Sample Looadingading

Part of the in-the-lab instructional video series

https://knowledge.nuclera.com/docs/videos/AlphaFold
https://knowledge.nuclera.com/docs/videos/how-to-set-up-a-run
https://knowledge.nuclera.com/docs/videos/how-to-carry-out-a-band-stab-procedure
https://knowledge.nuclera.com/docs/videos/best-practices-for-sample-loading


�� Ho How tw to Co Conneconnect the Base Fluid Linet the Base Fluid Line

Part of the in-the-lab instructional video series

�� St Steps teps to Remoo Removve Bubbles Intre Bubbles Introducoduced dured during Sampl…ing Sampl…

Part of the in-the-lab instructional video series

https://knowledge.nuclera.com/docs/videos/how-to-connect-the-base-fluid-line
https://knowledge.nuclera.com/docs/videos/steps-to-remove-bubbles-introduced-during-sample-loading


AlphaFAlphaFoldold
Seamless integration of AlphaFold into Nuclera’s eProtein Discovery™ Cloud

software, enabling a powerful, structure-guided approach to protein

engineering.

Researchers can now go from sequence to purified, soluble protein in just

48 hours by combining AI-driven 3D structure prediction with automated

screening. The intuitive interface allows users to visualize protein structures,

analyze critical features like domain annotations, hydrophobicity, and

residue-level confidence, and strategically design protein variants that

balance function with manufacturability.

Key capabilities featured in this demonstration include:

• IntIntereracactivtive 3D modelinge 3D modeling of predicted protein structures with zoom,

rotate, and residue-level insights.

• Dynamic visualization modesDynamic visualization modes to assess structural confidence, functional

domains, and hydrophobic regions.

• IntIntegregratated pred prototein vein varariant ediiant edittoror to facilitate rational design and

truncation/mutation decisions.

• BioinfBioinforormatic vmatic validation talidation toolsools such as multiple sequence alignment,

pLDDT, and PAE plots to guide expression optimization.

Through AlphaFold integration, protein design becomes a data-informed,

high-efficiency workflow — empowering researchers to solve protein

folding and solubility challenges with unprecedented speed and precision.

Loading...



HoHow tw to Set Up a Runo Set Up a Run
Part of the in-the-lab instructional video series

Loading...



HoHow tw to Co Cararrry Out ay Out a
Band-StBand-Stab Pab Prrococedureduree
Part of the in-the-lab instructional video series

Loading...



Best PBest Prracactictices fes foror
Sample LSample Looadingading
Part of the in-the-lab instructional video series

Loading...



HoHow tw to Co Conneconnect thet the
Base Fluid LineBase Fluid Line
Part of the in-the-lab instructional video series

Loading...



StSteps teps to Remoo Removvee
Bubbles IntrBubbles Introducoduceded
durduring Sample Ling Sample Looadingading
Part of the in-the-lab instructional video series
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