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Change #1 
On page 4, under the Display Language section, 
add the following: 

Notes 

Japanese is only available for the Japanese 
models. 

The Japanese version does not include the 
Chinese user interface.  

 

On page 8, under the Laser section, change the 
following: 

From: 

The laser turns off when the trigger is released. 

To: 

The laser turns off when the trigger is released or, in 
Lock mode, when the laser button is released. 

 


