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Change #1
On page 7, Table 1, add the following after the Sensor (read only) row:

 (Temperature)
Sensor (read/write)

� � 

On page 10, under Sensor, change the first sentence and add a new paragraph as follows:

Change: From the Active Device screen press the Setup and Sensor softkeys to access the read
only Sensor Setup screen.

To: From the Active Device screen press the Setup and Sensor softkeys to access the Sensor
Setup screen.

Add: You can also program the Sensor Type and Sensor Connection registers in a supported
temperature transmitter using this screen. (Screen examples do not reflect Temperature
device menu items.)

Change #2
On page 9, replace Figure 2, with the following:
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HART
Information

HART
Output

Device
Identification

Sensor

Basic

PROCESS

SETUP

SERVICE

ABORT

Loop test 

Pressure zero trim

Output trim

Sensor trim

·View process variables

·View variable map

·Re-map process 
variables

(Dual sensor 
temperature devices)

·Tag

·PV units

·LRV, URV

·Damping

·Transfer function

·Software Version

·Final assembly number

·Tag

·Message

·Date

·Description

·Manufacturer

·Model

·Device HART ID

·Software revision

·Hardware revision

·Number of preambles

·Keypad input

·Adjust URV, LRV to applied 
values

·Dual Sensor Config

(Dual sensor temperature 
devices)

· Write protect

· Alarm state

· HART poll address

· HART burst mode

· HART burst command

Sensor 1
·Sensor serial number

·Sensor lower and upper limits

·Sensor minimum span

Temperature devices only:

· Change Sensor Type

· Change Sensor Connections

Sensor 2
·Change Sensor Type

·Change Sensor Connections

(Dual sensor temperature 
devices)
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